
S No Bidder Name Item Code Item Name Item Remarks Status

1 Gen Works Health Pvt Ltd

1 201.1 CRK1 CARDIAC TROPONINE
The specification Cardiac Troponin is not mentioned in 
Manufacturing license                                                                                                                          
May be considered after submission of specific product license

May not be considered

2 201.04 CRK1 H1N1 RAPID KIT May be considered

3 201.12 CRK1 Troponin T Kit
The mfg company is holding mfg lic no: MFG/IVD/2022/000123 
(Form MD-9) dt:09.11.22 for Troponin T Rapid test kit vide s.no.2                                                                                                                                           
May be considered after submission of mfg license for Troponin T Kit

May not be considered

2 greenapplemedicalsystems

1 22.02 OPEN1 ABG analyser (RADIOMETER ABL 800) ABG 
Printer Thermal paper roll (110mm X 40 mtr)

Could not produce any license                                                                                  
Calrification regarding license may be obtained from the firm

May not be considered

2 45.09 CLOSED1 ABG analyser (RADIOMETER ABL 800) Calcium 
Membrane

May be considered

3 45.01 CLOSED1 ABG analyser (RADIOMETER ABL 800) 
Calibration Gas 1

Could not produce any drug license                                                                                  
Calrification regarding license may be obtained from the firm

May not be considered

4 45.02 CLOSED1
ABG analyser (RADIOMETER ABL 800) 
Calibration Gas 2

Could not produce any drug license                                                                                  
Calrification regarding license may be obtained from the firm

May not be considered

5 45.11 CLOSED1 ABG analyser (RADIOMETER ABL 800) 
Calibration Solution 1 200 ml

May be considered

6 45.12 CLOSED1 ABG analyser (RADIOMETER ABL 800) 
Calibration Solution 2 200 ml

May be considered

7 45.03 CLOSED1 ABG analyser (RADIOMETER ABL 800) Cleaning 
Solution 175 ml

May be considered

 PRILIMINARY TECHNICAL EVALUATION FOR T NO 150-3 (REAGENTS)

Firm Remarks: Product no:2 may be considered                                                                                                                                                                                                                                                                                                 
Product No.1 & 3 may be considered after complying remarks noted

Firm Remarks: The products S.No. 1, 3, 4, 10, 12, 22, 48, 56, 91, 98, 105 may be considered after submission of the respective product licenses/approvals from the bidder
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8 76.17 CLOSED1
ABG analyser (RADIOMETER ABL 800) D7066 
GLU MEMBRANE BOX (4 UNITS) FOR ABL 
700/800

May be considered

9 45.14 CLOSED1 ABG analyser (RADIOMETER ABL 800) Hypo 
chloride solution

May be considered

10 76.08 CLOSED1 ABG analyser (RADIOMETER ABL 800) INLET 
GASKET

The firm could not produce any license                                                                     
clarification may be obtained from the firm regarding drug 
license/medical device license

May not be considered

11 45.06 CLOSED1 ABG analyser (RADIOMETER ABL 800) PCO2 
Membrane

May be considered

12 45.13 CLOSED1 ABG analyser (RADIOMETER ABL 800) PM KIT
The firm could not produce any license for the subject product                                                                    
clarification may be obtained from the firm regarding license of the 
product

May not be considered

13 45.05 CLOSED1 ABG analyser (RADIOMETER ABL 800) PO2 
Membrane

May be considered

14 45.08 CLOSED1 ABG analyser (RADIOMETER ABL 800) 
Potassium Membrane

May be considered

15 45.1 CLOSED1 ABG analyser (RADIOMETER ABL 800) 
Referance Membrane

May be considered

16 45.04 CLOSED1 ABG analyser (RADIOMETER ABL 800) Rinse 
solution 600 ml

May be considered

17 45.07 CLOSED1 ABG analyser (RADIOMETER ABL 800) Sodium 
Membrane

May be considered

18 12.03 OPEN1 CRYOSTAT (Lieca) Low Profile Microtome blades May be considered

19 6.01 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Albumin

May be considered

20 6.22 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ALP

May be considered

21 6.23 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ALT

May be considered

22 6.24 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Amylase

The firm has produced MD-15 license of M/s Beckmen Coulter India 
pvt ltd, Chennai for "Alpha amylase" instead of "Amylase" (pg no:59)                                                                                                                       
Clarification may be obtained from the firm regarding product 
permission

May not be considered
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23 6.25 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 AST

May be considered

24 6.02 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Bicarbonate

May be considered

25 6.05 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Calcium Arsenazo,

May be considered

26 6.06 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Cholesterol

May be considered

27 6.26 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Cholinesterase

May be considered

28 6.27 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 CK (NAC)

May be considered

29 6.28 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 CK MB

May be considered

30 6.07 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Creatinine

May be considered

31 6.03 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Direct Bilirubin

May be considered

32 6.29 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 GGT

May be considered

33 6.08 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Glucose

May be considered

34 6.1 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 HbAlc AU Kit

May be considered

35 6.09 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 HDL Cholesterol

May be considered

36 6.39 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 HDL Cholesterol CalibratorL

May be considered

37 6.16 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Inorganic Phosphorous

May be considered
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38 6.11 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Iron

May be considered

39 6.34 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ISE Buffer

May be considered

40 6.33 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ISE Mid Standard Solution

May be considered

41 6.35 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 ISE Na plus /K plus 
Selectivity Check (2*25ml)

May be considered

42 6.32 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ISE Reference Solution

May be considered

43 6.3 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDH

May be considered

44 6.12 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDL Cholesterol

May be considered

45 6.4 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDL Cholesterol Calibrator

May be considered

46 6.31 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Lipase,

May be considered

47 6.13 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Magnesium

May be considered

48 6.43 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 Quality Control Check

The firm submitted Import license (MD-15) for the product as 
Human Assayed multi+sesa level-2 (Hum Assay control2) for M/s 
Randox-Laboratories Inida pvt ltd, Bangalore (pg no:296)                                                                                      
Calrification may be obtained from the firm as the product license 
differed from the tender product namenclarue                                             

May not be considered

49 6.36 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 System Calibrator

May be considered

50 6.04 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Total Bilirubin

May be considered

51 6.17 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Total Protein

May be considered
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52 6.18 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Triglyceride

May be considered

53 6.19 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 UIBC

May be considered

54 6.2 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urea

May be considered

55 6.21 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Uric Acid

May be considered

56 6.15 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urinary/CSF Protein,With 
CAL

The firm has produced valid Form MD-15 (Import license for Medical 
Devices) of M/s Beckman coulter India pvt ltd,chennai for the 
product " Urinary  CSF protein but with out calibrator (pg:37) 
(S.No.22)                                                                                                                                       
Clarification may be obtained from the firm regarding complete 
composition for further consideration

May not be considered

57 6.37 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urine Calibrator

May be considered

58 6.14 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urine/CSF Albumin

May be considered

59 6.38 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urine/CSF Albumin 
Calibrator

May be considered

60 36.15 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) 25 OH Vitamin D ( D2 and D3 )

May be considered

61 36.3 CLOSED1
Harmone analyser (Beckman coulter and Access 
2 CLIA ) 25 OH Vitamin D ( D2 and D3 ) 
Callibrations

May be considered

62 57.06 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Acesses FSH callibrators

May be considered

63 57.07 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Acesses FT3 callibrators

May be considered

64 57.08 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Acesses FT4callibrators

May be considered
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65 57.09 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Acesses Prolactin callibrators

May be considered

66 57.1 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Acesses Testosterone callibrators

May be considered

67 36.1 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) CA 15 3 II BR Monitor

May be considered

68 36.25 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) CA 15 3 II BR Monitor Callibrations

May be considered

69 57.15 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) citrnox

May be considered

70 36.13 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) CK MB

May be considered

71 36.28 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) CK MB Callibrations

May be considered

72 57.13 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) contrad 70

May be considered

73 36.07 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Estradiol

May be considered

74 36.22 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Estradiol Callibrations

May be considered

75 36.06 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Ferritin

May be considered

76 36.21 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Ferritin Callibrations

May be considered

77 57.02 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Free T3

May be considered

78 57.03 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Free T4

May be considered

79 57.01 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) FSH

May be considered

80 36.05 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) HCG Beta Total

May be considered
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81 36.2 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) HCG Beta Total Callibrations

May be considered

82 36.08 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Insulin

May be considered

83 36.23 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Insulin Callibrations

May be considered

84 36.04 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) LH

May be considered

85 36.19 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) LH Callibrations

May be considered

86 57.04 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Prolactin

May be considered

87 36.09 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) PSA

May be considered

88 36.24 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) PSA Callibrations

May be considered

89 36.12 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) PTH

May be considered

90 36.27 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) PTH Callibrations

May be considered

91 57.12 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Reaction vessels

Could not produce license                                                                                                                 
clarification may be obtained from the firm regarding license

May not be considered

92 57.14 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) system checksolution

May be considered

93 36.01 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) T3

May be considered

94 36.16 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) T3 Callibrations

May be considered

95 36.03 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) T4

May be considered

96 36.18 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) T4 Callibrations

May be considered

97 57.05 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Testosterone

May be considered
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98 57.16 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Trilevel Quality control

The firm could not produce license                                                                               
clarification may be obtained form the firm regarding license

May not be considered

99 36.14 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Troponin I Ultrasensitive

May be considered

100 36.29 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Troponin I Ultrasensitive Callibrations

May be considered

101 36.02 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) TSH

May be considered

102 36.17 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) TSH Callibrations

May be considered

103 36.11 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Vitamin B12

May be considered

104 36.26 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Vitamin B12 Callibrations

May be considered

105 53.06 CLOSED1 HPLC (Tosoh andG8) Filter Element
The firm could not produce license                                                                               
clarification may be obtained form the firm regarding license for 
further consideration

May not be considered

106 53.02 CLOSED1 HPLC (Tosoh andG8) G8 B Thalassemia Elution 
Buffer Kit

May be considered

107 53.05 CLOSED1 HPLC (Tosoh andG8) G8 Hemoglobin F and A2 
Calibrator

May be considered

108 53.04 CLOSED1 HPLC (Tosoh andG8) G8 Hemoglobin F and A2 
Control Set

May be considered

109 53.03 CLOSED1 HPLC (Tosoh andG8) Haemolysis and Wash 
Solution (L)

May be considered

110 53.01 CLOSED1 HPLC (Tosoh andG8) TSKgel B Thala His May be considered

3 INDUS PHARMA AGENCY

1 4.01 CLOSED1
ABG Machine Cartridge Based (POC)(Edan i15) 
Cal Pack CP 100

Not provided Import license and product license.                                                                                 
May be considered after submission of import license

May not be considered

Firm Remarks: S.No. 1 & 2 not submitted valid Import license, Product approval license. Hence the firm may be considered after submission of valid Import license,Product approval 
license
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2 4.02 CLOSED1
ABG Machine Cartridge Based (POC)(Edan i15) 
Catridge BG 10

Not provided Import license and product license.                                                                                 
May be considered after submission of import license

May not be considered

4 MATRIX LABS

1 62.07 CLOSED1 CLIA (Matrix Labs and Autolumo A1000) CLIA 
Substrate

Submitted Import license no: IMP/IVD/2019/000395 (Form MD-15) 
dt:27.09.2019 vide s.no.32, But the specification is Cheminminescar 
substrate (Substrate A + Substrate B)                                                    
May be considered after obtaining clarification regarding substrade 
combination

May not be considered

2 62.04 CLOSED1
CLIA (Matrix Labs and Autolumo A1000) D 
Dimer

Submitted Import license no: IMP/IVD/2019/000395 (Form MD-15) 
dt:27.09.2019 , But the subject product is not listed                                                   
May be considered after submission of product import license

May not be considered

3 62.05 CLOSED1 CLIA (Matrix Labs and Autolumo A1000) IL 6

Submitted import license application Form MD-14 only dt:14/Jul/23 
and Form MD-13 Lic no:MFG/TL/IVD/2021/000264 which is license 
to Manufacturer for the purpose of Testing only                                                                                                                                           
May be considered after submission of import license of the product

May not be considered

4 62.11 CLOSED1
CLIA (Matrix Labs and Autolumo A1000) 
Reaction Vessels (RVs)

Product import license is not submitted                                                                   
May be considered after submission of import license

May not be considered

5 MERIL DIAGNOSTICS PVT. LTD

1 102.03 OPEN1 Hematology analyser 3 part Benesphera and H 
31 Lyse 500 ml

May be considered

2 103.02 OPEN1 Hematology analyser 3 part Mindray and BC 
20s BC 20 Clean CE 1ml

May be considered

3 103.01 OPEN1 Hematology analyser 3 part Mindray and BC 
20s BC 20 Diluent 20Ltr

May be considered

4 104.05 OPEN1
Hematology analyser 3 part Mindray and BC 
3000 Plus BC 3200 BC 2800 Probe cleaner 50 
ml

May be considered

Firm Remarks: Firm may be considered after submission of valid ISO/BIS/CE/QMS or any other quality certificate of Manufacturer.

Firm Remarks: The firm may be considered with S.No. 1 to 7 products
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5 106.02 OPEN1 Hematology analyser 3 part Mindray and H 33s 
Clean CE 1ml

May be considered

6 106.01 OPEN1 Hematology analyser 3 part Mindray and H 33s 
Diluent 20Ltr

May be considered

7 106.03 OPEN1 Hematology analyser 3 part Mindray and H 33s 
Lyse 500 ml

May be considered

6
Sri Sai KrishnaMarketing 
Associates

1 201.1 CRK1 CARDIAC TROPONINE May be considered

7 TRANSASIA BIO-MEDICALS LTD

1 65.06 OPEN1
Coagulation Analyser Erba ECL 412 Single 
Reaction cuvetes 1000 packet

Not submitted                                                                                                                            
May be considered after submission of product approval

May not be considered

2 23.24 CLOSED1 Fully Automated biochemistry analyser (Erba 
and XL 640 ) CK MB

May be considered

3 23.13 CLOSED1 Fully Automated biochemistry analyser (Erba 
and XL 640 ) HDL Cholestrol with Calibrator

May be considered

4 23.22 CLOSED1 Fully Automated biochemistry analyser (Erba 
and XL 640 ) XL CRP TURBILA TEX

May be considered

5 10.06 CLOSED1 Fully Automated biochemistry analyser(Erba 
and XL 1000) Glucose Hexokinase UV

May be considered

6 201.05 CRK1 KETO STRIPS
Submitted product license                                                                                                             
May be considered after submission of Non Conviction Certificate

May not be considered

8
VENKATA SANJEEVANI MEDICAL 
AGENCIES

Firm Remarks: The firm may be considered after submisison of valid ISO/BIS/CE/QMS Certificate

Firm Remarks: S.No. 2 to 5 may be considered                                                                                                                                                                                                                                                                                             
S.No.1 of may be considered after submission of valid product approval                                                                                                                                                                                                                                        
S.No. 6 may be considered after submission of Non Conviction Certificate of DAMAN Plant

Firm Remarks: S.No. 4, 5, 8, 9, 11, 13, 15, 16, 17, 18, 19, 21, 22, 23, 24, 26, 27, 29, 30, 32 may be considered                                                                                                                                                              
S.No.31 may be considered after obtaining clarification                                                                                                                                                                                                                                                                                     
For the reamaining products licensee is not submitted the product license, may be considered after submission of the product license
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1 7.01 CLOSED1
Auto Immunoassay analyser (Orthoclinical 
Diagnostics and vitros ECiQ) T3

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

2 7.02 CLOSED1
Auto Immunoassay analyser (Orthoclinical 
Diagnostics and vitros ECiQ) T4

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

3 7.03 CLOSED1
Auto Immunoassay analyser (Orthoclinical 
Diagnostics and vitros ECiQ) TSH

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

4 201.1 CRK1 CARDIAC TROPONINE May be considered

5 9.17 CLOSED1 Fully Automated analyser ( Johnson and 
Johnson, Vitros 250) Meginussium

May be considered

6 9.14 CLOSED1 Fully Automated analyser ( Johnson and 
Johnson, Vitros 250) Potassium

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

7 9.13 CLOSED1 Fully Automated analyser ( Johnson and 
Johnson, Vitros 250) Sodium

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

8 6.01 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Albumin

May be considered

9 6.22 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ALP

May be considered

10 6.23 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 ALT

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

11 6.24 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Amylase

May be considered

12 6.25 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 AST

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

13 6.42 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Calcium

May be considered

14 6.05 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Calcium Arsenazo,

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

15 6.06 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Cholesterol

May be considered

16 6.27 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 CK (NAC)

May be considered
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17 6.28 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 CK MB

May be considered

18 6.07 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Creatinine

May be considered

19 6.03 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Direct Bilirubin

May be considered

20 6.29 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 GGT

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

21 6.08 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Glucose

May be considered

22 6.09 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 HDL Cholesterol

May be considered

23 6.39 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 HDL Cholesterol CalibratorL

May be considered

24 6.16 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Inorganic Phosphorous

May be considered

25 6.3 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDH

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

26 6.12 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDL Cholesterol

May be considered

27 6.4 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 LDL Cholesterol Calibrator

May be considered

28 6.04 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Total Bilirubin

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

29 6.17 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Total Protein

May be considered

30 6.18 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Triglyceride

May be considered
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31 6.2 CLOSED1
Fully Automated biochemistry analyser Becman 
Coulter and AU480 Urea

License submitted Manufacturing lic in form MD-5, No: 
MFG/MD/2020/000017 S.No.26 namedas Urea UV Test kit, where as 
tender called for Urea                                                                              
May be considered after clarification

May not be considered

32 6.21 CLOSED1 Fully Automated biochemistry analyser Becman 
Coulter and AU480 Uric Acid

May be considered

33 57.02 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Free T3

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

34 57.03 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Free T4

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

35 36.11 CLOSED1 Harmone analyser (Beckman coulter and Access 
2 CLIA ) Vitamin B12

Not submiited product license                                                                                  
May be considered after submission of the product license

May not be considered

Note: All the bidders are here by requested to verify the Provisional Technical Evaluation Report and submit their supporting documents on or before
03.00.PM on 03.08.2023 to the email id: tenders.apmsidc@gmail.com with Subject : Reply to T No 150-3 (Reagents) TEC Report
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