
S No Bidder Name Item Code Item Name Item Remarks Status

1
ADVANCED MEDTECH 
SOLUTIONS PRIVATE LIMITED

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered

5694
Absorbable surgical suture USP 
sterilized surgical needle suture Size 
6-0 (Box of 12 Foils)

Specifications not matched in p.no. 18                                                             May 
be considered after submission of required specifications

May not be considered

Absorbable,      Braided, violet,  

STATEMENT SHOWING PRILIMINARY TECHNICAL EVALUATION FOR T NO 144 (GENERAL SURGICAL CONSUMABLES)

Firm Remarks: Except S.No. 2 & 3 remaining products 1, 4, 5, 6, 7, 8, 9, 10, 11, 12, 13 and 14 may be considered                                                                                                  
Products S.No 2 & 3 may be considered after submission of required specifications

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Specifications not matched in p.no. 7                                                                                                                                
May be considered after submission of required specifications

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

May be considered

of 12 Foils)

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

May be considered
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1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

May be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

May be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

May be considered

5670 Poliglecaprone 25 Size 3-0 May be considered5670 Poliglecaprone 25 Size 3-0 May be considered

1103 Polypropylene Mesh 15x15cm May be considered

5293 Polypropylene Mesh 6x11 cm May be considered

2
APPASAMYASSOCIATES 
PRIVATE LTD

10280 Vitrectomy cutters
Not submitted Manufacturing license and product approval                        May 
be considered after submission of Manufacturing license and product 
approval

May not be considered

3 Ascend India

Firm Remarks:The firm may be considered after submission of Manufacturing License, approved product list and Non Conviction Certificate issued by licensing authority                                                                                                                                                                                                                                                                                                  
The firm may be considered after submission of Annexure - V

Firm Remarks: Products at S.No. 2 & 3 may be considered after submission of Non Conviction Certificate of M/s Ascend India and manufacturer M/s Eurasia Healthcare LLP                                                                                                                                                                                                                                                                                                                      
(1) The bidder has not submitted Non Conviction Certificates of M/s Ascend India and manufactuer M/s Eurasia Healthcare LLP & M/s Mediplus (India) Limited issued by 
licensing authority.                                                                                                                                                                                                                                                                                                                                                                                                      
(2) Not submitted ISO/BIS/CE/ISI Certiifcate of manufacturer M/s Mediplus (India) Limited                                                                                                                                                                                         
(3) Not submitted producct approval / required specification for items at S.No. 1, 4 to 17.                                                                                                                                                                               
May be considered after submission of the deficit documents and product approvals with required specifications

5933 3 Way Stop cock

Submitted License MD-5 of M/s Eurasia Healthcare LLP, Specifications not 
matched at p.no.70                                                                                                 
May be considered after submission of product approval with specifications 
as required

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

May be considered

May be considered after submission of the deficit documents and product approvals with required specifications
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5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

May be considered

10187 High  pressure extension line
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

918 Intracatheter G16
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

919 Intracatheter G18
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

920 Intracatheter G20
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

921 Intracatheter G22
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered
May be considered after submission of product approval

922 Intracatheter G24
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

934 Oxygen Mask (Adult)
Not submitted manufacturing license                                                                              
May be considered after submission of product license with specifications as 
required

May not be considered

972 Urinary Bag
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

978 X-Ray Film Size : 10 X8" (Box of 50)
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

975 X-Ray Film Size : 12 X 10" (Box of 50)
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

976 X-Ray Film Size : 12 X 12" (Box of 50)
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

979 X-Ray Film Size : 15 X 12 " (Box of Not submitted producct approval                                                                              
979 X-Ray Film Size : 15 X 12 " (Box of 

50)
Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

980 X-Ray Film Size : 6.5 X 8.5" (Box of 
50)

Not submitted producct approval                                                                              
May be considered after submission of product approval

May not be considered

4 Aurolab Firm Remarks: May be considered after submission of License, Product approval and Non Conviction Certificate as per Medical Device Rules. 2017
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10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

Not submitted                                                                                                                  
May be considered after submission of product approval as per Medical 
Device Rules 2017

May not be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

Not submitted                                                                                                                  
May be considered after submission of product approval as per Medical 
Device Rules 2017

May not be considered

5
AVANOS MEDICAL INDIA 
PRIVATE LIMITED

10205 Endotracheal Tube dia 5.5mm May be considered
10206 Endotracheal Tube dia 6.5mm May be considered

Firm Remarks: Firm has submitted all required documents, Hence 8 products may be considered

10206 Endotracheal Tube dia 6.5mm May be considered
5530 Endotracheal Tube dia 6mm May be considered

10207 Endotracheal Tube dia 7.5mm May be considered
5531 Endotracheal Tube dia 7mm May be considered

10204 Endotracheal Tube dia 8.5mm May be considered
5532 Endotracheal Tube dia 8mm May be considered
5533 Endotracheal Tube dia 9mm May be considered

6 Biotech International Limited

5940
Bacillus thuringiensisvarisraele 
nsi(Bti) Strain 164,Serotype,H- 14 
W.P

May be considered

7
CADILA PHARMACEUTICALS 
LIMITED

Firm Remarks: Firm may be considered

Firm Remarks: The firm may be considered after submission of Product list & NCC for Medical Devices                                                                                                           Products 
at S.No. 1 & 2 may be considered after submission of product approval copies                                                                                                                                                     Products 
at S.No. 3 & 7 may be considered after submission of distribution license                                                                                                                                                       Products at 
S.No. 4, 5 & 6 may be considered after submission of license/distribute or manufacturer the products                                                                                                    The firm may 

5020 Bandage, POP (Size 10cmX2.7mt)

The firm has submitted approval copy issued before retention of license dt: 
24/12/2017 on verification of the validity certificate issued on 10-01-2018 
for the period 24-12-2017 to 23-12-2022 along with Annexure - A & B 
(product list), but the firm has not submitted the product list to confirm 
whether it is renewed or not                                         May be considered after 
submission of product approval copies as on date

May not be considered

S.No. 4, 5 & 6 may be considered after submission of license/distribute or manufacturer the products                                                                                                    The firm may 
be considered after submission of Annexure - II on stamp paper
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5021 Bandage, POP (Size 15cmX2.7mt)

The firm has submitted approval copy issued before retention of license dt: 
24/12/2017 on verification of the validity certificate issued on 10-01-2018 
for the period 24-12-2017 to 23-12-2022 along with Annexure - A & B 
(product list), but the firm has not submitted the product list to confirm 
whether it is renewed or not                                         May be considered after 
submission of product approval copies as on date

May not be considered

10239 Blood transfusion set

Sobercare surgical license is at P.No.13                                                                       
The firm has submitted authorization copy of M/s Sobercare Surgicals to 
supply their products by M/s Cadila Pharmaceuticals ltd (Hospicon division) 
at P.No.24, but the firm has not submitted Distribution License for M/s 
Cadila to supply the same                                                                May be 

May not be considered

Cadila to supply the same                                                                May be 
considered after submission of license to distribute the products

5007 Disposable Syringe with Needle 2cc, 
24 Guage

Not submitted license copies May not be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

Not submitted license copies May not be considered

5010 Disposable Syringe with Needle 5cc, 
24G

Not submitted license copies May not be considered

972 Urinary Bag

Sobercare surgical license is at P.No.16                                                                
The firm has not submitted license to distribute the product manufactured 
by M/s Sobercare surgicals                                                                    May be 
considered after submission of license to distribute the approved product

May not be considered

8 Care Medical Devices Ltd. Firm Remarks: May be considered products 1, 2, 3 & 4. Product 5 may be considered after submission of approval product document

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

5011.01 Insulin Inj. Syringe May be considered
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10252 Micro Drip IV Sets With Dial Flow 
Regulators

Product approval is not submitted                                                                                 
May be considered after obtain/submission of product approval

May not be considered

9
ESSITY INDIA PRIVATE 
LIMITED

10230 Elastic crepe bandage 4 "

submitted manufacturing license in Form MD-5 of M/s KOB Medical Textiles 
pvt ltd                                                                                                                       
May be considered after submission of Authorization of M/s KOB Medical 
Textiles pvt ltd

May not be considered

10231 Elastic crepe bandage 6 "

submitted manufacturing license in Form MD-5 of M/s KOB Medical Textiles 
pvt ltd                                                                                                                       
May be considered after submission of Authorization of M/s KOB Medical 

May not be considered

Firm Remarks: May be considered after submission of Authorization of M/s KOB Medical Textiles pvt ltd and Non Conviction Certificate of M/s Essity India Private ltd

May be considered after submission of Authorization of M/s KOB Medical 
Textiles pvt ltd

5306 Paper Plaster   Size: 1"(Box of 12)
Submitted Import license in Form MD-15 of M/s Essity India Private limtied 
and wholesale license of M/s Essity India Private limtied 

May be considered

5308 Paper Plaster Size: 2"(Box of 6) May be considered

5310 Paper Plaster' Size: 3"(Box of 4) May be considered

10
FuturaSurgicarePrivateLimite
d

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

Not submitted/matched required product specification at p.no.24                          
May be considered after obtain/submission required product specification 
approval

May not be considered

5694
Absorbable surgical suture USP 
sterilized surgical needle suture Size 
6-0 (Box of 12 Foils)

Not submitted/matched required product specification at p.no.30                        
May be considered after obtain/submission required product specification 
approval

May not be considered

Absorbable,      Braided, violet,  

Firm Remarks: Products 6, 7, 13, 14, 15, 17 and18 may be considered                                                                                                                                                                                                  
Remaining products at S.No. 1, 2, 3, 4, 5, 8, 9, 10, 11, 12, 16 after submission of approval & required product specifications                                                                                                                                                                                                                                                                                                     

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Not submitted/matched required product specification at p.no.24                          
May be considered after obtain/submission required product specification 
approval

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Not submitted/matched required product specification at p.no.24                          
May be considered after obtain/submission required product specification 
approval

May not be considered
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5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Not submitted/matched required product specification at p.no.24                          
May be considered after obtain/submission required product specification 
approval

May not be considered

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

May be considered

5678 Cellulose for Haemostasis (Size: 
7.6cm X 10.2 cm)(Box of 24 foils)

May be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 

Not submitted/matched required product specification at p.no.25                          
May be considered after obtain/submission required product specification May not be considered5671 Suture 1(Suture code: 4259) (Box of 

12 foils)

May be considered after obtain/submission required product specification 
approval

May not be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

Not submitted/matched required product specification at p.no.25                          
May be considered after obtain/submission required product specification 
approval

May not be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

Not submitted/matched required product specification at p.no.25                          
May be considered after obtain/submission required product specification 
approval

May not be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

Not submitted/matched required product specification at p.no31                       
May be considered after obtain/submission required product specification 
approval

May not be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

Not submitted/matched required product specification at p.no30                       
May be considered after obtain/submission required product specification 
approval

May not be considered

Foils)
5306 Paper Plaster   Size: 1"(Box of 12) May be considered
5308 Paper Plaster Size: 2"(Box of 6) May be considered
5310 Paper Plaster' Size: 3"(Box of 4) May be considered

5670 Poliglecaprone 25 Size 3-0
Not submitted/matched required product specification at p.no30                       
May be considered after obtain/submission required product specification 
approval

May not be considered

1103 Polypropylene Mesh 15x15cm May be considered
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5293 Polypropylene Mesh 6x11 cm May be considered

11 Gen Works Health Pvt Ltd

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5694
Absorbable surgical suture USP 
sterilized surgical needle suture Size 
6-0 (Box of 12 Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

Firm Remarks: The firm has submited license to distribute the products and NCC for the firm, but failed to produce/submit ISO/BIS/CE/ISI certificates. Hence may be 
considered after submission of any valid certificate                                                                                                                                                                                                                                                                                                                                                               
Products at S.No. 1 to 16 may not be considered as the firm has not submitted manufacturing license                                                                                                                      The 
firm may be considered after submission of Annexure - II on stamp paper

6-0 (Box of 12 Foils) authrorization letters from the manufacturer

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

authrorization letters from the manufacturer

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered
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5007 Disposable Syringe with Needle 2cc, 
24 Guage

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5010 Disposable Syringe with Needle 5cc, 
24G

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered
No10-0 (Suture code:3717)(Box of 12 
Foils)

authrorization letters from the manufacturer

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5670 Poliglecaprone 25 Size 3-0
Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

1103 Polypropylene Mesh 15x15cm
Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

5293 Polypropylene Mesh 6x11 cm
Not submitted license copy                                                                                              
May be considered after submission of license copies along with 
authrorization letters from the manufacturer

May not be considered

12 HARDIK MEDITECH
Firm Remarks: (1) May be considered after submission of Manufacturing license of 1 to 5 and ISO& CE certificate for products 3 & 4                                                          (2) May 
be considered after submission of NCC by issued by licensing authority                                                                                                                                                                         The 12 HARDIK MEDITECH

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Did not submit Manufacturing license                                                                          
May be considered after submission of Manufacturing license

May not be considered

10156 Infant Weighing Machine
Did not submit Manufacturing license                                                                          
May be considered after submission of Manufacturing license

May not be considered

be considered after submission of NCC by issued by licensing authority                                                                                                                                                                         The 
firm may be considered after submission of Annexure - II on stamp paper
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5718 Proctoscopes

Did not submit Manufacturing license and ISO & CE certificates (with product 
Proctoscope)                                                                                              May be 
considered after submission of Manufacturing license and ISO & CE 
Certificates

May not be considered

2021065 Stethoscope

Did not submit Manufacturing license and ISO & CE certificates (with product 
Stethoscope)                                                                                              May be 
considered after submission of Manufacturing license and ISO & CE 
Certificates

May not be considered

5647 Weighing Machine
Did not submit Manufacturing license                                                                          
May be considered after submission of Manufacturing license

May not be considered

13
HEALTHIUM MEDTECH 
LIMITED

Firm Remarks: As the firm has submitted all required documents,the firm may be considered products at S.No. 1 to 11 may be considered
LIMITED

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered

5678 Cellulose for Haemostasis (Size: 
7.6cm X 10.2 cm)(Box of 24 foils)

May be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

May be considered
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1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

May be considered

5670 Poliglecaprone 25 Size 3-0 May be considered
1103 Polypropylene Mesh 15x15cm May be considered
5293 Polypropylene Mesh 6x11 cm May be considered

14 HLL Lifecare Limited

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 

Submitted, Specifications not matched                                                                 
May be considered after submission of product license with specifications as May not be considered

Firm Remarks: Firm may be considered                                                                                                                                                                                                                                                              
Products at S.No. 1 to 5 may be considered after submission of product approval with specifications as required by APMSIDC                                      

5823 (Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered after submission of product license with specifications as 
required

May not be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Submitted, Specifications not matched                                                                 
May be considered after submission of product license with specifications as 
required

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Submitted, Specifications not matched                                                                 
May be considered after submission of product license with specifications as 
required

May not be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Submitted, Specifications not matched                                                                 
May be considered after submission of product approval with specifications 
as required

May not be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 

Submitted, Specifications not matched                                                                 
May be considered after submission of product approval with specifications May not be considered1106

No.1 (Suture code:843)(Box of 12 
Foils)

May be considered after submission of product approval with specifications 
as required

May not be considered

5670 Poliglecaprone 25 Size 3-0 May be considered
1103 Polypropylene Mesh 15x15cm May be considered
5293 Polypropylene Mesh 6x11 cm May be considered

15 I.B.TRADING CO Firm Remarks: May be considered after submission of renewed Manufacturing license copy
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5668 Pyrethrum Extract 2%
Did not submit renewed manufacturing license copy                                            
May be considered after submission of renewed manufacturing license copy

May not be considered

16 ISCON SURGICALS LTD

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

Firm Remarks: Firm may be considered              

24G
5011.01 Insulin Inj. Syringe May be considered

923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

5585 L.P.Needle No.26 May be considered

17
Jajoo Surgicals Private 
Limited

5297 Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

May be considered

5299 Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

May be considered

5020 Bandage, POP (Size 10cmX2.7mt) May be considered
5021 Bandage, POP (Size 15cmX2.7mt) May be considered

10230 Elastic crepe bandage 4 " May be considered
10231 Elastic crepe bandage 6 " May be considered
5306 Paper Plaster   Size: 1"(Box of 12) May be considered
5308 Paper Plaster Size: 2"(Box of 6) May be considered

Firm Remarks: Firm may be considered for products 1 to 9

5308 Paper Plaster Size: 2"(Box of 6) May be considered
5310 Paper Plaster' Size: 3"(Box of 4) May be considered

18
JOHNSON AND JOHNSON 
PRIVATE LIMITED

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered

Firm Remarks: All products may be considered except S.No. 6                                                                                                                                                                                                          
Item at S.No. 6 may be considered after submission of Non Conviction Certificate for license in Form MD-15
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5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered
code: 2317) (Box of 12 Foils)

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

May be considered

5678 Cellulose for Haemostasis (Size: 
7.6cm X 10.2 cm)(Box of 24 foils)

Submitted MD-15 license dt:17-05-2019, submitted license in Form 20B & 
21B                                                                                                                                   
May be considered after submission of Non Conviction Certificate

May not be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

May be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

May be considered

Foils)
5670 Poliglecaprone 25 Size 3-0 May be considered
1103 Polypropylene Mesh 15x15cm May be considered
5293 Polypropylene Mesh 6x11 cm May be considered

19 KALYAN ENTERPRISES
Firm Remarks: The firm has not submitted valid Non Conviction Certificate. Hence the firm may be considered after submission of latest NCC.                                   Products at 
S.No. 1 to 16, 19 to 43, 50 to 55 may be considered                                                                                                                                                                                                       Products 
at S.No. 17, 18, 44 to 49, 56 to 60 may be considered after submission of valid license/approval copies                   
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5933 3 Way Stop cock May be considered
5500 Abdominal Drain Kit- 24 FG May be considered

10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

Absorbable, Braided, violet, 

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

May be considered

5297 Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

May be considered

5299 Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

May be considered
(Size:5cm x 10mts)

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

May be considered
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1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

May be considered

5797 Closed wound Suction Drain No.12 May be considered

5795 Closed wound Suction Drain No.16 May be considered

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not submitted licence copies                                                                                       
May be considered after submission of approval copy

May not be considered

10226 Disposable Bed Sheets
Not submitted product approval                                                                      May 
be considered after submission of approval copy

May not be considered

10205 Endotracheal Tube dia 5.5mm May be considered10205 Endotracheal Tube dia 5.5mm May be considered
10206 Endotracheal Tube dia 6.5mm May be considered
5530 Endotracheal Tube dia 6mm May be considered

10207 Endotracheal Tube dia 7.5mm May be considered
5531 Endotracheal Tube dia 7mm May be considered

10204 Endotracheal Tube dia 8.5mm May be considered
5532 Endotracheal Tube dia 8mm May be considered

10208 Endotracheal Tube dia 9.5mm May be considered
5533 Endotracheal Tube dia 9mm May be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

May be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

May be considered

10211 Endotracheal Tube uncuffed 
disposable 3.5mm

May be considered

5706 Endotracheal Tube uncuffed May be considered5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

May be considered

10212 Endotracheal Tube uncuffed 
disposable 4mm

May be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

May be considered

5934 Foleys 3 way 22G May be considered
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10256.2 Naso Pharyngeal Airways 5.0 mm May be considered
10256.3 Naso Pharyngeal Airways 6.0 mm May be considered
10256.4 Naso Pharyngeal Airways 7.0 mm May be considered
10256.5 Naso Pharyngeal Airways 8.0 mm May be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

May be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

May be considered

Foils)
5591 Oxygen Nasal Prongs (Adult) May be considered
5637 Oxygen Nasal Prongs (Pediatric) May be considered

5306 Paper Plaster   Size: 1"(Box of 12)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

5308 Paper Plaster Size: 2"(Box of 6)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

5310 Paper Plaster' Size: 3"(Box of 4)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

1103 Polypropylene Mesh 15x15cm
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

5293 Polypropylene Mesh 6x11 cm
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

889 Surgeons Mask (Pack of 100)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

5815 Tracheostomy Tubes Cuffed 6.0 May be considered
5816 Tracheostomy Tubes Cuffed 7.0 May be considered5816 Tracheostomy Tubes Cuffed 7.0 May be considered

10222 Tracheostomy Tubes Cuffed 7.5 May be considered
5817 Tracheostomy Tubes Cuffed 8.0 May be considered

10229 Tracheostomy Tubes PVC Cuffed 9.0 May be considered

10225 White   Apron   (Terricot) XL May be considered

978 X-Ray Film Size : 10 X8" (Box of 50)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered
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975 X-Ray Film Size : 12 X 10" (Box of 50)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

976 X-Ray Film Size : 12 X 12" (Box of 50)
Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

979 X-Ray Film Size : 15 X 12 " (Box of 
50)

Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

980 X-Ray Film Size : 6.5 X 8.5" (Box of 
50)

Not submitted licence copy                                                                                 May 
be considered after submission of approval copy

May not be considered

20
Keshava Medi Devices Private 
LTD

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

Firm Remarks: Firm may be considered for products 1 to 3

5007
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

21 Lotus Surgicals Pvt Ltd

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 

May be considered

Firm Remarks: Firm may be considered                                                                                                                                                                                                                                                     
All products except product at S.No. 4 may be considered, Product at S.No.4 may be considered after submission of product approval with specification as required                                                                                                                                                                                                                                                                                                                                  
The firm may be considered after submission of Processing Fee, EMD fee & Annexure - II on stamp paper

suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered
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10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

Submitted, Specifications not matched                                                                   
May be considered afte submission of product approval with specifications 
as required

May not be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

May be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box May be considered1087 Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

May be considered

5670 Poliglecaprone 25 Size 3-0 May be considered
1103 Polypropylene Mesh 15x15cm May be considered
5293 Polypropylene Mesh 6x11 cm May be considered

22 M C DALAL & CO

5933 3 Way Stop cock May be considered
5500 Abdominal Drain Kit- 24 FG May be considered

10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

Absorbable,      Braided, violet,  

Firm Remarks: May be considered the products at S.No. 1 to 4, 6 to 8, 15 to 17, 19 to 25, 46 to 53, 60 and 63 only                                                                                                    
Product at S.No. 5, 9 to 14, 18, 26 to 45, 54 to 59, 61 & 62 may be considered after submission of approval of required product specifications

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

APMSIDC Page 18 of 56 T No 144



S No Bidder Name Item Code Item Name Item Remarks Status

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered

5297 Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered

5299 Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered

5501 Ambu Bag (Silicon) Adult
Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered

874 Ambu Bag (Silicon) Pediatric
Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered
May be considdered after submission of required product approval

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Not submitted product approval license                                                                      
May be considdered after submission of required product approval

May not be considered

5020 Bandage, POP (Size 10cmX2.7mt) May be considered
5021 Bandage, POP (Size 15cmX2.7mt) May be considered

10239 Blood transfusion set May be considered

5678 Cellulose for Haemostasis (Size: 
7.6cm X 10.2 cm)(Box of 24 foils)

Not matched / submitted requited product specification in P.No. 63           
May be considered after submission of approval required product 
specifications

May not be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box May be considered

of 12 foils)

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

May be considered

5797 Closed wound Suction Drain No.12 May be considered

5795 Closed wound Suction Drain No.16 May be considered
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10230 Elastic crepe bandage 4 " May be considered
10231 Elastic crepe bandage 6 " May be considered

10205 Endotracheal Tube dia 5.5mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10206 Endotracheal Tube dia 6.5mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5530 Endotracheal Tube dia 6mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

Not submitted required product specification                                                    
10207 Endotracheal Tube dia 7.5mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5531 Endotracheal Tube dia 7mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10204 Endotracheal Tube dia 8.5mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5532 Endotracheal Tube dia 8mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10208 Endotracheal Tube dia 9.5mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5533 Endotracheal Tube dia 9mm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered5533 Endotracheal Tube dia 9mm May be considered after submission of approval product specification

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered
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10211 Endotracheal Tube uncuffed 
disposable 3.5mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10212 Endotracheal Tube uncuffed 
disposable 4mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

2021002 Epidural Kit (Size 16G)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10186 Epidural Kit (Size 18G)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

10187 High  pressure extension line
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

915 Intercostal drainage bag kit including 
IC tube

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

918 Intracatheter G16 May be considered
919919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered
923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

5585 L.P.Needle No.26 May be considered
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1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

934 Oxygen Mask (Adult)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5591 Oxygen Nasal Prongs (Adult)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5637 Oxygen Nasal Prongs (Pediatric)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered5637 Oxygen Nasal Prongs (Pediatric) May be considered after submission of approval product specification
May not be considered

5670 Poliglecaprone 25 Size 3-0
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

1103 Polypropylene Mesh 15x15cm
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5293 Polypropylene Mesh 6x11 cm May be considered

5568 Spino Epidural set, (CSE)
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

5618 Sterile Blood Lancects Ethylene Oxide
Not submitted required product specification                                                    
May be considered after submission of approval product specification

May not be considered

972 Urinary Bag May be considered

23
M/S SAURABH AGRO Firm Remarks: Products no: 1, 2, 3, 4 may be considered after submission of product mfg license with required specifications23
M/S SAURABH AGRO 
CHEMICAL

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Product mfg license with required specifications is not submitted                                               
May be considered after submission of  license

May not be considered

10226 Disposable Bed Sheets
Product mfg license with required specifications is not submitted                                               
May be considered after submission of  license

May not be considered

5522 Disposable HUDSON's Mask Adult 
(pack of 100)

Product mfg license with required specifications is not submitted                                               
May be considered after submission of  license

May not be considered

Firm Remarks: Products no: 1, 2, 3, 4 may be considered after submission of product mfg license with required specifications
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5941 Primiphos  Methyl  50% EC
Product mfg license is not submitted                                                             May 
be considered after submission of product license

May not be considered

5668 Pyrethrum Extract 2% May be considered

24 MARUTI MEDITECH PVT LTD

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

Firm Remarks: Firm may be considered for products 1 to 3

24G

25
MEDITECH DEVICES PRIVATE 
LIMITED

5933 3 Way Stop cock
Submitted, Specifications not tallied                                                                           
May be considered after submission of licence with specifications as required 
by APMSIDC

May not be considered

5501 Ambu Bag (Silicon) Adult
Not submitted                                                                                                                     
May be considered after submisison of License

May not be considered

874 Ambu Bag (Silicon) Pediatric
Not submitted                                                                                                                     
May be considered after submisison of License

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Not submitted                                                                                                                     
May be considered after submisison of Product approval

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Not submitted                                                                                                                     
May be considered after submisison of Product approval

May not be considered

Submitted, Specifications not matched                                                              

Firm Remarks: Product at S.No. 9-11 may be considered                                                                                                                                                                                                                 
Firm may be considered                                                                                                                                                                                                                                                                                         
(1) Products at S.No. 1, 6, 7 and 13 may be considered after submission of product approvals with specifications as required by APMSIDC                                                (2) 
Products at S.No. 2-5, 8, 12 and 14 may be considered after submission of product approval

2021002 Epidural Kit (Size 16G)
Submitted, Specifications not matched                                                              
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

10186 Epidural Kit (Size 18G)
Submitted, Specifications not matched                                                              
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

10187 High  pressure extension line
Not submitted                                                                                                                     
May be considered after submisison of Product approval

May not be considered

923 L.P.Needle No.23 May be considered
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925 L.P.Needle No.25 May be considered
5585 L.P.Needle No.26 May be considered

10270 P D Sets (Peritonial Dialysis Sets)
Not submitted                                                                                                                     
May be considered after submisison of Product approval

May not be considered

5568 Spino Epidural set, (CSE)
Submitted, Specifications not matched                                                              
May be considered after submission of product approval with specifications 
as required 

May not be considered

5916 Triple Lumen
Not submitted                                                                                                                     
May be considered after submisison of Product approval

May not be considered

26
Mercury Marvel Hospitalities 
Private Limited

Firm Remarks: (1) Products S.No. 1,  2, 3, 4, 7, 8, 9, 10, 11, 12, 16, 17, 18, 19-23, 24, 35, 37-41, 42-48, 50, 51, 52, 53, 54,  60, 61, 62 are may be considered                                                                                                                                                                                                                                                                                                              
(2) S.No. 5, 6, 13, 14, 15, 25, 26, 27, 28, 29, 30, 31, 33, 34, 36, 49, 55, 56, 57 - 59, 63, 64, 65, 66, 67 are may be considered after submission of product mfg license                                                                                                                                                                                                                                                                                                                               26

Private Limited

5933 3 Way Stop cock May be considered
5500 Abdominal Drain Kit- 24 FG May be considered

10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered

5501 Ambu Bag (Silicon) Adult
Product mfg license is not submitted                                                                                                                           
May be considered after submission  license

May not be considered

874 Ambu Bag (Silicon) Pediatric
Product mfg license is not submitted                                                                                                                   
May be considered after submission  license

May not be considered

5020 Bandage, POP (Size 10cmX2.7mt) May be considered
5021 Bandage, POP (Size 15cmX2.7mt) May be considered

10239 Blood transfusion set May be considered

5797 Closed wound Suction Drain No.12 May be considered

(2) S.No. 5, 6, 13, 14, 15, 25, 26, 27, 28, 29, 30, 31, 33, 34, 36, 49, 55, 56, 57 - 59, 63, 64, 65, 66, 67 are may be considered after submission of product mfg license                                                                                                                                                                                                                                                                                                                               
(3) S.No. 32 may be considered if intended use is same as requirement

5795 Closed wound Suction Drain No.16 May be considered

5927 Corrugated Silastic drain May be considered

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10230 Elastic crepe bandage 4 "
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10231 Elastic crepe bandage 6 "
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered
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10205 Endotracheal Tube dia 5.5mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10206 Endotracheal Tube dia 6.5mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

5530 Endotracheal Tube dia 6mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10207 Endotracheal Tube dia 7.5mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

5531 Endotracheal Tube dia 7mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10204 Endotracheal Tube dia 8.5mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

5532 Endotracheal Tube dia 8mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10208 Endotracheal Tube dia 9.5mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

5533 Endotracheal Tube dia 9mm
Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

May be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

May be considered

10211 Endotracheal Tube uncuffed 
disposable 3.5mm

May be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

May be considered
disposable 4.5mm

10212 Endotracheal Tube uncuffed 
disposable 4mm

May be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

May be considered

5934 Foleys 3 way 22G

License submitted for Foley's balloon catheter intended for assist people 
who cannot urinate on their own vide s.no.2 is submitted in MD-5 lic.no. 
G/28/1470                                                                                                 May be 
considered if intended use is same as requirement

May not be considered
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10187 High  pressure extension line
Producct mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

10156 Infant Weighing Machine
Producct mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

5011.01 Insulin Inj. Syringe May be considered

915 Intercostal drainage bag kit including 
IC tube

Product mfg license is not submitted                                                                    
May be considered after submission of mfg license

May not be considered

918 Intracatheter G16 May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered922 Intracatheter G24 May be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

May be considered

10256 Naso Pharyngeal Airways 3.0 mm May be considered
10256.1 Naso Pharyngeal Airways 4.0 mm May be considered
10256.2 Naso Pharyngeal Airways 5.0 mm May be considered
10256.3 Naso Pharyngeal Airways 6.0 mm May be considered
10256.4 Naso Pharyngeal Airways 7.0 mm May be considered
10256.5 Naso Pharyngeal Airways 8.0 mm May be considered

934 Oxygen Mask (Adult)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

5591 Oxygen Nasal Prongs (Adult) May be considered
5637 Oxygen Nasal Prongs (Pediatric) May be considered
5306 Paper Plaster   Size: 1"(Box of 12) May be considered
5308 Paper Plaster Size: 2"(Box of 6) May be considered
5310 Paper Plaster' Size: 3"(Box of 4) May be considered

5718 Proctoscopes
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

2021120 Red    Rubber    Urinary Catheter
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

5618 Sterile Blood Lancects Ethylene Oxide
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

2021065 Stethoscope
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered
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889 Surgeons Mask (Pack of 100)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

972 Urinary Bag May be considered
5647 Weighing Machine MSME Certificate is submitted May be considered

10225 White   Apron   (Terricot) XL May be considered

978 X-Ray Film Size : 10 X8" (Box of 50)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

975 X-Ray Film Size : 12 X 10" (Box of 50)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

976 X-Ray Film Size : 12 X 12" (Box of 50)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

X-Ray Film Size : 15 X 12 " (Box of Product mfg license is not submitted                                                                    
979 X-Ray Film Size : 15 X 12 " (Box of 

50)
Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

980 X-Ray Film Size : 6.5 X 8.5" (Box of 
50)

Product mfg license is not submitted                                                                    
May be considered after submission of license

May not be considered

27
MERIL ENDO SURGERY 
PRIVATE LIMITED

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

Submitted mfg lice no form MD-9: MFG/MD/2018/000027 not submitted 
matched with specifications                                                                 May be 
considered after submission of product approval with specification

May not be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Submitted mfg lice no form MD-9: MFG/MD/2018/000027 not submitted 
matched with specifications                                                                 May be 
considered after submission of product approval with specification

May not be considered

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 

Submitted mfg lice no form MD-9: MFG/MD/2018/000027 not submitted 

Firm Remarks: May be considered for the products 6, 12 and 13 and the products 1, 2, 3, 4, 5, 7, 8, 9, 10 and 11 may be considered after submission of mfg 
licenses/product approvals with proper specifications

5822 PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Submitted mfg lice no form MD-9: MFG/MD/2018/000027 not submitted 
matched with specifications                                                                 May be 
considered after submission of product approval with specification

May not be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Submitted mfg license without product specfication                                       
May be considered after submission of valid product approval with 
specification

May not be considered
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10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

Submitted mfg license without product specfication                                       
May be considered after submission of valid product approval with 
specification

May not be considered

5678 Cellulose for Haemostasis (Size: 
7.6cm X 10.2 cm)(Box of 24 foils)

May be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

submitted mfg license but without required product specification           May 
be considered afte submisison of valid product approval

May not be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

submitted mfg license but without required product specification           May 
be considered afte submisison of valid product approval

May not be considered

of 12 foils)
be considered afte submisison of valid product approval

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

submitted mfg license but without required product specification           May 
be considered afte submisison of valid product approval

May not be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

submitted mfg license but without required product specification           May 
be considered afte submisison of valid product approval

May not be considered

5670 Poliglecaprone 25 Size 3-0
submitted mfg license without proper specification of the product        May 
be considered after submission of valid product approval with mentioned 
specification

May not be considered

1103 Polypropylene Mesh 15x15cm May be considered
5293 Polypropylene Mesh 6x11 cm May be considered

28 MITRA ENTERPRISES
Firm Remarks: Firm may be considered, The products at S.No. 1 & 31 may be considered after submission of product approvals along with the specifications as per 
APMSIDC requirement

5933 3 Way Stop cock
Specifications not matched with APMSIDC requirement                                     
May be considered after submission of clarification regarding specifications

May not be considered

5500 Abdominal Drain Kit- 24 FG May be considered
10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered
10205 Endotracheal Tube dia 5.5mm May be considered
10206 Endotracheal Tube dia 6.5mm May be considered

APMSIDC Page 28 of 56 T No 144



S No Bidder Name Item Code Item Name Item Remarks Status

5530 Endotracheal Tube dia 6mm May be considered
10207 Endotracheal Tube dia 7.5mm May be considered
5531 Endotracheal Tube dia 7mm May be considered

10204 Endotracheal Tube dia 8.5mm May be considered
5532 Endotracheal Tube dia 8mm May be considered

10208 Endotracheal Tube dia 9.5mm May be considered
5533 Endotracheal Tube dia 9mm May be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

May be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

May be considered

Endotracheal Tube uncuffed 10211 Endotracheal Tube uncuffed 
disposable 3.5mm

May be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

May be considered

10212 Endotracheal Tube uncuffed 
disposable 4mm

May be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

May be considered

2021002 Epidural Kit (Size 16G) May be considered
10186 Epidural Kit (Size 18G) May be considered
5934 Foleys 3 way 22G May be considered

10187 High  pressure extension line May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered
923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

934 Oxygen Mask (Adult)
Specifications not matched with APMSIDC requirement                                     
May be considered after submission of clarification

May not be considered

5591 Oxygen Nasal Prongs (Adult) May be considered
5637 Oxygen Nasal Prongs (Pediatric) May be considered
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29 Paramount Pesticides Limited

5668 Pyrethrum Extract 2% May be considered

30 PARAMOUNT SURGIMED LTD

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

10226 Disposable Bed Sheets
Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

5618 Sterile Blood Lancects Ethylene Oxide
Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

Firm Remarks: May be considered after submission of License, Product approval and Non Conviction Certificate 

Firm Remarks: Firm may be considered after submission of NCC by Licensing Authority

5618 Sterile Blood Lancects Ethylene Oxide May be considered after submission of product approval
May not be considered

31 PATEL ENTERPRISES

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Medical Device mfg license is not submitted                                                      
May be considered after submission of mfg license

May not be considered

5007 Disposable Syringe with Needle 2cc, 
24 Guage

License for 2.5ml is submitted                                                                                    
May be considered if 2cc capacity needle product license is submitted

May not be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

5618 Sterile Blood Lancects Ethylene Oxide
Medical Device mfg license is not submitted                                                      
May be considered after submission of mfg license

May not be considered

Firm Remarks: S.No. 3, 4 may be considered                                                                                                                                                                                                                                              
S.No. 1, 2 & 5 may be considered after submission of product mfg license 

32 PSI AMRAVATI

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

10226 Disposable Bed Sheets
Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

889 Surgeons Mask (Pack of 100)
Not submitted                                                                                                                  
May be considered after submission of product approval

May not be considered

Firm Remarks: May be considered after submission of  Product approval and Non Conviction Certificate 
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33
RAHUL MARKETING 
ASSOCIATES

5933 3 Way Stop cock
Submitted mfg license without required specification                                      
May be considered after submission of product approval with product 
specification

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Submitted mfg license for Non Sterile Anaesthesia circuits                         May 
be considered after submission of product approval with product 
specification               

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Submitted mfg license for Non Sterile Anaesthesia circuits                         May 
be considered after submission of product approval with product 
specification               

May not be considered

Not submitted valid mfg license                                                                                   

Firm Remarks: May be considered for the products 5, 6, 7, 9, 10 and11 and products 1, 2, 3, 4, 8 and 12 may be considered after submission of valid product approvals

10239 Blood transfusion set
Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

10207 Endotracheal Tube dia 7.5mm May be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

10187 High  pressure extension line May be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

934 Oxygen Mask (Adult) May be considered
5591 Oxygen Nasal Prongs (Adult) May be considered
5637 Oxygen Nasal Prongs (Pediatric) May be considered

972 Urinary Bag
submitted mfg license for Non Sterile Urinary Bag                                    May be 
considered after submission of product approval 

May not be considered

34 SANMATI PACKAGING
Firm Remarks: May be considered for the products S.No. 4 ,  For the remain products S.No.1, 2, 3 & 5  may be considered after submission of valid product license with 
required specifications

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

10226 Disposable Bed Sheets
Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

10230 Elastic crepe bandage 4 "
Mfg product license for specficaiton 4inches,4meters is not submitted                                                                                                                              
May be considered after submission of license

May not be considered

10231 Elastic crepe bandage 6 " May be considered
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889 Surgeons Mask (Pack of 100)
Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

35 SARVESH DISTRIBUTORS

5933 3 Way Stop cock
Submitted license of M/s Cardiomac India pvt ltd specifications not matched                                                                                                                                
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

10239 Blood transfusion set

Submitted product approval of M/s Cardiomac India pvt ltd specifications not 
matched                                                                                                                                
May be considered after submission of product approval with specifications 

May not be considered

Firm Remarks: Firm may be considred                                                                                                                                                                                                                                                           
Products at S.No. 1-2 may be considred after submission of product approval with specifications as required by APMSIDC

May be considered after submission of product approval with specifications 
as required by APMSIDC

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

10187 High  pressure extension line May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered

36
SAVITRIDEVI POLYFABRICS 
INDIA PVT LTD

10226 Disposable Bed Sheets
Not submitted valid mfg license                                                                                   

May not be considered

Firm Remarks: Firm may be considred  after submission of valid NCC, valid mfg license

10226 Disposable Bed Sheets
Not submitted valid mfg license                                                                                   
May be considered after submission of valid mfg license

May not be considered

37 seasons medicare Pvt Limited

5933 3 Way Stop cock

Subitted mfg licesne without proper specification and failed to submitted 
valid NCC                                                                                                         May be 
considered after submission of valid product approval with required 
specification and NCC

May not be considered

Firm Remarks: Firm may be considred for products 41, 42 and 43 and other products may be considered after submission of valid product approvals and Non Conviction 
Certificate 
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5500 Abdominal Drain Kit- 24 FG

Subitted mfg licesne without proper specification and failed to submitted 
valid NCC                                                                                                         May be 
considered after submission of valid product approval with required 
specification and NCC

May not be considered

10189 Abdominal Drain Kit: 28 FG May be considered after submission of valid product approval and NCC May not be considered

10190 Abdominal Drain Kit: 32 FG May be considered after submission of valid product approval and NCC May not be considered

5297
Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

Submitted mfg license but failed to submit dimension in the product 
approval                                                                                                                                   
May be considered after submission of valid product approval and NCC

May not be considered

5299
Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

Submitted mfg license but failed to submit dimension in the product 
approval                                                                                                                                   
May be considered after submission of valid product approval and NCC

May not be considered

5501 Ambu Bag (Silicon) Adult
Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

874 Ambu Bag (Silicon) Pediatric
Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

10239 Blood transfusion set
Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

5797 Closed wound Suction Drain No.12
Submitted mfg license but failed to submit mfg license                                                                 
May be considered after submission of valid NCC

May not be considered
May be considered after submission of valid NCC

5795 Closed wound Suction Drain No.16
Submitted mfg license but failed to submit mfg license                                                         
May be considered after submission of valid NCC

May not be considered

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Failed to submit valid mfg license/product approval                                       
May be considered after submission of valid product approval

May not be considered

10230 Elastic crepe bandage 4 "
Failed to submit valid mfg license/product approval                                       
May be considered after submission of valid product approval

May not be considered

10231 Elastic crepe bandage 6 "
Failed to submit valid mfg license/product approval                                       
May be considered after submission of valid product approval

May not be considered
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10205 Endotracheal Tube dia 5.5mm
Submitted mfg license and product approval but failed to submit NCC          
May be considered after submission of valid NCC

May not be considered

10206 Endotracheal Tube dia 6.5mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

5530 Endotracheal Tube dia 6mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10207 Endotracheal Tube dia 7.5mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

5531 Endotracheal Tube dia 7mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10204 Endotracheal Tube dia 8.5mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

5532 Endotracheal Tube dia 8mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10208 Endotracheal Tube dia 9.5mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

5533 Endotracheal Tube dia 9mm
Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10211 Endotracheal Tube uncuffed 
disposable 3.5mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered
disposable 4.5mm May be considered after submission of NCC

10212 Endotracheal Tube uncuffed 
disposable 4mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

Submitted Mfg/product approval but failed to submit valid NCC                  
May be considered after submission of NCC

May not be considered

2021002 Epidural Kit (Size 16G)
Submitted mfg license but failed to submit NCC certificate for form MD-9                                                                                                                                     
May be considered after submission of NCC certificate for form MD-9

May not be considered
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10186 Epidural Kit (Size 18G)
Submitted mfg license but failed to submit NCC for form MD-9                  May 
be considered after submission of form MD-9

May not be considered

10187 High  pressure extension line
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

918 Intracatheter G16
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

919 Intracatheter G18
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

920 Intracatheter G20
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

921 Intracatheter G22
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

922 Intracatheter G24
Submitted mfg license and failed to submit NCC                                              
May be considered after submission of NCC

May not be considered

923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

5585 L.P.Needle No.26 May be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

Mfg lic with valid product approval and NCC not submitted                         May 
be considered after submission of valid product approval and NCC

May not be considered

934 Oxygen Mask (Adult)
Submitted mfg license but failed to submit valid NCC                                    May 
be considered after submission of valid NCC

May not be considered

5591 Oxygen Nasal Prongs (Adult)
Not submitted product approval and NCC                                                           
May be considered after submission of valid product approval and NCC

May not be considered

5637 Oxygen Nasal Prongs (Pediatric)
Failed to submit NCC and valid product approval                                                 
May be considered after submission of NCC and valid product approval

May not be considered

5306 Paper Plaster   Size: 1"(Box of 12)
Failed to submit valid product approval                                                                
May be considered after submission of valid product approval

May not be considered

5308 Paper Plaster Size: 2"(Box of 6)
Failed to submit valid product approval                                                                
May be considered after submission of valid product approval

May not be considered

5310 Paper Plaster' Size: 3"(Box of 4)
Failed to submit valid product approval                                                                
May be considered after submission of valid product approval

May not be considered

972 Urinary Bag
Submitted product approval but failed to submit valid NCC                         May 
be considered after submission of valid NCC

May not be considered
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38 Sri Gayatri Associates

10226 Disposable Bed Sheets
Product mfg license is not submitted                                                                        
May be considered after submission of MD license

May not be considered

10156 Infant Weighing Machine
Product mfg license is not submitted                                                                        
May be considered after submission of MD license

May not be considered

5647 Weighing Machine
Product mfg license is not submitted                                                                        
May be considered after submission of MD license

May not be considered

10225 White   Apron   (Terricot) XL May be considered

39
SRI KRISHNA 
PHARMACEUTICALS

Firm Remarks: Firm may be considred  after submission of valid NCC, valid mfg license for products at S.No. 1, 2 & 3

Firm Remarks: Considered products: 1, 2, 10, 11, 12, 13, 14, 15.                                                                                                                                                                                    
Product no: 3, 4, 5, 6, 7, 8, 9, 16, 17, 18, 19, 20, 21, 22, 23, 24, 25, 26, 27, 28  may be considered after submission of product license                                                                              39

PHARMACEUTICALS

5933 3 Way Stop cock May be considered
5654 AD Syringes 1ml May be considered

5501 Ambu Bag (Silicon) Adult
Product mfg license is not submitted                                                                        
May be considered after submission of MD license

May not be considered

874 Ambu Bag (Silicon) Pediatric
Product mfg license is not submitted                                                                        
May be considered after submission of MD license

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Product Medical Device mfg license is not submitted                                      
May be considered after submission of Medical Device License

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Product Medical Device mfg license is not submitted                                      
May be considered after submission of Medical Device License

May not be considered

10239 Blood transfusion set
Product mfg license is not submitted                                                                     
May be considered after submission of license with specified requirements

May not be considered

5931 BP Cuff size: Adult
Product mfg license is not submitted                                                                     
May be considered after submission of license

May not be considered

Product no: 3, 4, 5, 6, 7, 8, 9, 16, 17, 18, 19, 20, 21, 22, 23, 24, 25, 26, 27, 28  may be considered after submission of product license                                                                              
The firm may be considered after submission of EMD fee

5931 BP Cuff size: Adult May be considered after submission of license
May not be considered

5522 Disposable HUDSON's Mask Adult 
(pack of 100)

Product mfg license is not submitted                                                                     
May be considered after submission of license

May not be considered

5011.01 Insulin Inj. Syringe May be considered
918 Intracatheter G16 May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
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922 Intracatheter G24 May be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256 Naso Pharyngeal Airways 3.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256.1 Naso Pharyngeal Airways 4.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256.2 Naso Pharyngeal Airways 5.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256.3 Naso Pharyngeal Airways 6.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256.4 Naso Pharyngeal Airways 7.0 mm
Product manufacturing license is not submitted                                               

May not be considered10256.4 Naso Pharyngeal Airways 7.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

10256.5 Naso Pharyngeal Airways 8.0 mm
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

934 Oxygen Mask (Adult)
only MSME certificate is submitted, No product mfg license is submitted                                                                                                                             
May be considered after submission of product license

May not be considered

5591 Oxygen Nasal Prongs (Adult)
only MSME certificate is submitted, No product mfg license is submitted                                                                                                                             
May be considered after submission of product license

May not be considered

5637 Oxygen Nasal Prongs (Pediatric)
only MSME certificate is submitted, No product mfg license is submitted                                                                                                                             
May be considered after submission of product license

May not be considered

10237 Re-breathing bags
only MSME certificate is submitted, No product mfg license is submitted                                                                                                                             
May be considered after submission of product license

May not be considered

2021065 Stethoscope
Product manufacturing license is not submitted                                               

May not be considered2021065 Stethoscope
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

972 Urinary Bag
Product manufacturing license is not submitted                                               
May be considered after submission of license

May not be considered

40
SRI VINAYAKA MEDICAL 
AGENCIES

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

Firm Remarks: Firm may be considerd

APMSIDC Page 37 of 56 T No 144



S No Bidder Name Item Code Item Name Item Remarks Status

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

41
SRI VISHNU SANJEEVANI 
MEDICAL AGENCIES

5931 BP Cuff size: Adult
No product mfg license is submitted                                                                      
May be considered after submission of product license

May not be considered

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Only ISO certificate is produced                                                                              
May be considered after submission of product with specified specifications

May not be considered

Only ISO certificate is produced                                                                              

Firm Remarks: Product no: 1, 2, 3, 4, 5, 6, 7 may be considered after submission of license with required specifications

10226 Disposable Bed Sheets
Only ISO certificate is produced                                                                              
May be considered after submission of product with specified specifications

May not be considered

10230 Elastic crepe bandage 4 "
Product manufacturing license is not submitted                                               
May be considered after submission of product license

May not be considered

10231 Elastic crepe bandage 6 "
Product manufacturing license is not submitted                                               
May be considered after submission of product license

May not be considered

2021065 Stethoscope May be considered

5647 Weighing Machine
Product manufacturing license is not submitted with required specifications                                                                                                                    
May be considered after submission of product license

May not be considered

42
Unifranco Life Sciences 
Private Limited

Specifications not matched with APMSIDC tender requirement                May 

Firm Remarks: (1) Firm may be considerd for products S.No. 2, 3 to 14, 16, 18 to 20, 23,  27 to 29, 33-48, 52, 54 to 61, 65 to 76, 86 to 90                                                  (2) The 
products at S.No. 1, 15, 17, 21, 22, 24, 25, 26, 30, 31, 32, 49, 50, 51, 53, 62, 63, 64, 77, 78, 79, 80, 81, 82, 83, 84, 85, 91, 92 & 93 may be considered after submission of 
valid MD license along with specifications as per APMSIDC requirement

5933 3 Way Stop cock
Specifications not matched with APMSIDC tender requirement                May 
be considered after submission of clarification

May not be considered

5500 Abdominal Drain Kit- 24 FG May be considered
10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered
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5694
Absorbable surgical suture USP 
sterilized surgical needle suture Size 
6-0 (Box of 12 Foils)

May be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

May be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

May be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

May be considered

10242

Absorbable, Braided, violet, 
Polyglactin 910 Sterile, surgical 
suture 6/0 (Suture code: 2670) (Box 
of 12 Foils)

May be considered

5501 Ambu Bag (Silicon) Adult May be considered
874 Ambu Bag (Silicon) Pediatric May be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

May be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

May be considered

5914 Barbour’s Linen thread (Size No 20)
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered
May be considered after submission of valid MD license

10239 Blood transfusion set May be considered

5931 BP Cuff size: Adult
Product approval not enclosed                                                                                      
May be considered after submission of product approval

May not be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

May be considered
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1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

May be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

May be considered

5797 Closed wound Suction Drain No.12
Specifications not matched with APMSIDC tender requirement                May 
be considered after submission of clarification

May not be considered

5795 Closed wound Suction Drain No.16
Specifications not matched with APMSIDC tender requirement                May 
be considered after submission of clarification

May not be considered

5927 Corrugated Silastic drain May be considered
Disposable  face  masks 3 layer  or Not enclosed valid MD license                                                                                        

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10226 Disposable Bed Sheets
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

5522 Disposable HUDSON's Mask Adult 
(pack of 100)

Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

5007 Disposable Syringe with Needle 2cc, 
24 Guage

May be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

May be considered

5010 Disposable Syringe with Needle 5cc, 
24G

May be considered

10230 Elastic crepe bandage 4 "
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10231 Elastic crepe bandage 6 "
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

2021077 Elisa  Printer  Roll 57x20mm
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10205 Endotracheal Tube dia 5.5mm May be considered
10206 Endotracheal Tube dia 6.5mm May be considered
5530 Endotracheal Tube dia 6mm May be considered

10207 Endotracheal Tube dia 7.5mm May be considered
5531 Endotracheal Tube dia 7mm May be considered

10204 Endotracheal Tube dia 8.5mm May be considered
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5532 Endotracheal Tube dia 8mm May be considered
10208 Endotracheal Tube dia 9.5mm May be considered
5533 Endotracheal Tube dia 9mm May be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

May be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

May be considered

10211 Endotracheal Tube uncuffed 
disposable 3.5mm

May be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

Endotracheal Tube uncuffed 10213 Endotracheal Tube uncuffed 
disposable 4.5mm

May be considered

10212 Endotracheal Tube uncuffed 
disposable 4mm

May be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

May be considered

5934 Foleys 3 way 22G
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10187 High  pressure extension line
Enclosed MD-5 of M/s Sugi Surgical India pvt ltd                                               
May be considered after submission of valid MD license                                            

May not be considered

10156 Infant Weighing Machine
Not enclosed license                                                                                                    
May be considered after submission of clarification

May not be considered

5011.01 Insulin Inj. Syringe May be considered

915 Intercostal drainage bag kit including 
IC tube

Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

918 Intracatheter G16 May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered
923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

5585 L.P.Needle No.26 May be considered
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10252 Micro Drip IV Sets With Dial Flow 
Regulators

Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10277 Microscope   bulbs 12x100
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10276 Microscope  bulbs15x150
Not enclosed valid MD license                                                                                        
May be considered after submission of valid MD license

May not be considered

10256 Naso Pharyngeal Airways 3.0 mm May be considered
10256.1 Naso Pharyngeal Airways 4.0 mm May be considered
10256.2 Naso Pharyngeal Airways 5.0 mm May be considered
10256.3 Naso Pharyngeal Airways 6.0 mm May be considered
10256.4 Naso Pharyngeal Airways 7.0 mm May be considered
10256.5 Naso Pharyngeal Airways 8.0 mm May be considered10256.5 Naso Pharyngeal Airways 8.0 mm May be considered

10241

Non Absorbable, black Monofilament, 
Polyamide, Sterile Surgical Suture E 
No10-0 (Suture code:3717)(Box of 12 
Foils)

May be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

May be considered

934 Oxygen Mask (Adult) May be considered
5591 Oxygen Nasal Prongs (Adult) May be considered
5637 Oxygen Nasal Prongs (Pediatric) May be considered

10270 P D Sets (Peritonial Dialysis Sets) May be considered

5306 Paper Plaster   Size: 1"(Box of 12)
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

5308 Paper Plaster Size: 2"(Box of 6)
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered5308 Paper Plaster Size: 2"(Box of 6) May be considered after submission of valid MD-license
May not be considered

5310 Paper Plaster' Size: 3"(Box of 4)
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

5670 Poliglecaprone 25 Size 3-0
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

1103 Polypropylene Mesh 15x15cm
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

5293 Polypropylene Mesh 6x11 cm
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered
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2021120 Red    Rubber    Urinary Catheter
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

2021065 Stethoscope
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

889 Surgeons Mask (Pack of 100)
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

5815 Tracheostomy Tubes Cuffed 6.0 May be considered
5816 Tracheostomy Tubes Cuffed 7.0 May be considered

10222 Tracheostomy Tubes Cuffed 7.5 May be considered
5817 Tracheostomy Tubes Cuffed 8.0 May be considered

10229 Tracheostomy Tubes PVC Cuffed 9.0 May be considered

972 Urinary Bag
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

5647 Weighing Machine
valid MD license not enclosed                                                                                  
May be considered after submission of valid MD-license

May not be considered

10225 White   Apron   (Terricot) XL May be considered

43 VEMURI ENTERPRISES

5668 Pyrethrum Extract 2% May be considered

44
VENKATSAI PHARMA & 
SURGICALS

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                                                                                                   

Firm Remarks: Firm may be considred with applied product

Firm Remarks: Firm may be considered for Products at S.No. 2, 3-5, 14-16, 24-25, 43-60 and 69                                                                                                                                              
(1) Products at S.No. 1, 6-8, 19, 21-23, 34-42, 68, 70, 71 and 75 may be considered after submission of product approval with specifications as required by APMSIDC                                                                                                                                                                                                                                                                                                                 
(2) Products at S.No. 9-13, 17-18, 20, 26-33, 61-67, 72-74 and 76-79 may be considered after submission of product approval                             

5933 3 Way Stop cock
matched                                                                                                                                                                   
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5500 Abdominal Drain Kit- 24 FG May be considered
10189 Abdominal Drain Kit: 28 FG May be considered
10190 Abdominal Drain Kit: 32 FG May be considered

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

May be considered
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5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                             
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                         
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                          
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered
code: 2317) (Box of 12 Foils) as required by APMSIDC

5654 AD Syringes 1ml
Not submitted product approval                                                                                                                                
May be considered after submission of product approval

May not be considered

5297 Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

Not submitted product approval                                                                                                                                
May be considered after submission of product approval

May not be considered

5299 Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

Not submitted product approval                                                                                                                       
May be considered after submission of product approval

May not be considered

5501 Ambu Bag (Silicon) Adult
Not submitted product approval                                                                                                                    
May be considered after submission of product approval

May not be considered

874 Ambu Bag (Silicon) Pediatric
Not submitted product approval                                                                                                                    
May be considered after submission of product approval

May not be considered

5802 Anaesthesia circuits (Adult Ventilator 
circuits)

May be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

May be considered

5923 Arterial Cannula May be considered

5020 Bandage, POP (Size 10cmX2.7mt)
Not submitted product approval                                                                                                                                                    
May be considered after submission of product approval

May not be considered

5021 Bandage, POP (Size 15cmX2.7mt)
Not submitted product approval                                                                                                                                 
May be considered after submission of product approval

May not be considered

10239 Blood transfusion set

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                                                                                                                                                                        
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered
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5931 BP Cuff size: Adult
Not submitted product approval                                                                                                                                 
May be considered after submission of product approval

May not be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                                                                                                  
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

1083
Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                                                                                           
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                                                                                                                                          

May not be considered1087 Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

not matched                                                                                                                                                                                                          
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5797 Closed wound Suction Drain No.12 May be considered

5795 Closed wound Suction Drain No.16 May be considered

10342 Disposable  face  masks 3 layer  or 
Triple Layer Mask

Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

10226 Disposable Bed Sheets
Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

5522 Disposable HUDSON's Mask Adult 
(pack of 100)

Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

5007 Disposable Syringe with Needle 2cc, 
24 Guage

Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

5009 Disposable Syringe with Needle 5cc, 
23 Guage

Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered
23 Guage May be considered after submission of product approval

5010 Disposable Syringe with Needle 5cc, 
24G

Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

10230 Elastic crepe bandage 4 "
Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered

10231 Elastic crepe bandage 6 "
Not submitted product approval                                                                            
May be considered after submission of product approval

May not be considered
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10205 Endotracheal Tube dia 5.5mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

10206 Endotracheal Tube dia 6.5mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

5530 Endotracheal Tube dia 6mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

required by APMSIDC

10207 Endotracheal Tube dia 7.5mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

5531 Endotracheal Tube dia 7mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

10204 Endotracheal Tube dia 8.5mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

5532 Endotracheal Tube dia 8mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

Submitted product approval of M/s Poly Medicure limited specifications not 

10208 Endotracheal Tube dia 9.5mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

5533 Endotracheal Tube dia 9mm

Submitted product approval of M/s Poly Medicure limited specifications not 
matched                                                                                         May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered
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10210 Endotracheal Tube uncuffed 
disposable 2.5mm

May be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

May be considered

10211 Endotracheal Tube uncuffed 
disposable 3.5mm

May be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

May be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

May be considered

10212 Endotracheal Tube uncuffed 
disposable 4mm

May be considered10212
disposable 4mm

May be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

May be considered

10187 High  pressure extension line May be considered
5011.01 Insulin Inj. Syringe May be considered

915 Intercostal drainage bag kit including 
IC tube

May be considered

918 Intracatheter G16 May be considered
919 Intracatheter G18 May be considered
920 Intracatheter G20 May be considered
921 Intracatheter G22 May be considered
922 Intracatheter G24 May be considered
923 L.P.Needle No.23 May be considered
925 L.P.Needle No.25 May be considered

5585 L.P.Needle No.26 May be considered

10252 Micro Drip IV Sets With Dial Flow Not submitted product approval                                                                                  
May not be considered10252 Micro Drip IV Sets With Dial Flow 

Regulators
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

10256 Naso Pharyngeal Airways 3.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

10256.1 Naso Pharyngeal Airways 4.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

10256.2 Naso Pharyngeal Airways 5.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered
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10256.3 Naso Pharyngeal Airways 6.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

10256.4 Naso Pharyngeal Airways 7.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

10256.5 Naso Pharyngeal Airways 8.0 mm
Not submitted product approval                                                                                  
May be considered after submission of product approval

May not be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                            May be 
considered after submission of product approval with specifications as 
required by APMSIDC

May not be considered

934 Oxygen Mask (Adult) May be considered
Submitted product approval of M/s Poly Medicure limited specifications of 

5591 Oxygen Nasal Prongs (Adult)

Submitted product approval of M/s Poly Medicure limited specifications of 
the product Nasal oxygen cannula not matched                                                                               
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5637 Oxygen Nasal Prongs (Pediatric)

Submitted product approval of M/s Poly Medicure limited specifications of 
the product Nasal oxygen cannula not matched                                                                               
May be considered after submission of product approval with specifications 
as required by APMSIDC

May not be considered

5306 Paper Plaster   Size: 1"(Box of 12)
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

5308 Paper Plaster Size: 2"(Box of 6)
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

5310 Paper Plaster' Size: 3"(Box of 4)
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

5670 Poliglecaprone 25 Size 3-0

Submitted product approval of M/s Mco Hospital Aids pvt ltd specfications 
not matched                                                                                            May be 
considered after submission of product approval with specifications as 

May not be considered
considered after submission of product approval with specifications as 
required by APMSIDC

10237 Re-breathing bags
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

5618 Sterile Blood Lancects Ethylene Oxide
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

2021065 Stethoscope
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

APMSIDC Page 48 of 56 T No 144



S No Bidder Name Item Code Item Name Item Remarks Status

972 Urinary Bag
Not submitted product approval                                                                             
May be considered after submission of product approval

May not be considered

45 VIVE SOLUTIONS

10262 5  mm  inserts  for  lap instruments 
(grasper non toothed)

valid product approval not submitted and NCC not submitted                  May 
be considered after submission of valid product approval and NCC

May not be considered

5500 Abdominal Drain Kit- 24 FG
Mfg license and product approval and NCC not submitted                           May 
be considered after submission of valid product approval and NCC

May not be considered

Not submitted NCC and valid product approval                                                

Firm Remarks: May be considered for products 1 to 83 after submission of NCC and valid product approvals

10189 Abdominal Drain Kit: 28 FG
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

10190 Abdominal Drain Kit: 32 FG
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5823
Absorbable surgical suture USP 
(Synthetic) sterilized surgical needle 
suture 0 (Box of 12 Foils)

Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5701

Absorbable,      Braided, violet,  
Polyglycolic  acid (PGA),   Sterile   
surgical suture     1-0     (Suture 
Code: 2518) (Box of 12 Foils)

Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5822

Absorbable, Braided, violet, 
PGA(Polyglycolic acid) Sterile, surgical 
suture 1/0 (Suture code: 2338) (Box 
of 12 Foils)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

of 12 Foils)

5703
Absorbable, braided, violet, PGA,, 
Sterile, Surgical suture 2-0 (Suture 
code: 2317) (Box of 12 Foils)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5501 Ambu Bag (Silicon) Adult
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

874 Ambu Bag (Silicon) Pediatric
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered
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5802 Anaesthesia circuits (Adult Ventilator 
circuits)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5791 Anaesthesia circuits (Paediatric 
Ventilato circuits)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

10239 Blood transfusion set
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5931 BP Cuff size: Adult
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5671
Chromic Cat Gut, Sterile, Surgical 
Suture 1(Suture code: 4259) (Box of 
12 foils)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

Chromic Cat Gut, Sterile, Surgical 
1083

Chromic Cat Gut, Sterile, Surgical 
Suture 1/0 (Suture code: 4254) (Box 
of 12 foils)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

1087
Chromic Cat Gut, Sterile, Surgical 
Suture 2-0 (Suture code: 4241) (Box 
of 12 foils)

Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5797 Closed wound Suction Drain No.12
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5795 Closed wound Suction Drain No.16
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

10226 Disposable Bed Sheets
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

10230 Elastic crepe bandage 4 "
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          
May be considered after submission of required documents

May not be considered

10231 Elastic crepe bandage 6 "
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          

May not be considered10231 Elastic crepe bandage 6 "
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          
May be considered after submission of required documents

May not be considered

10205 Endotracheal Tube dia 5.5mm
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          
May be considered after submission of required documents

May not be considered

10206 Endotracheal Tube dia 6.5mm
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          
May be considered after submission of required documents

May not be considered
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5530 Endotracheal Tube dia 6mm
Not submitted MSME Certificate valid product approval and NCC certificate                                                                                                                          
May be considered after submission of required documents

May not be considered

10207 Endotracheal Tube dia 7.5mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

5531 Endotracheal Tube dia 7mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10204 Endotracheal Tube dia 8.5mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

5532 Endotracheal Tube dia 8mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10208 Endotracheal Tube dia 9.5mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

5533 Endotracheal Tube dia 9mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10210 Endotracheal Tube uncuffed 
disposable 2.5mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10209 Endotracheal Tube uncuffed 
disposable 2mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10211 Endotracheal Tube uncuffed Not submitted valid product approval & NCC certificate                               May 
May not be considered10211 Endotracheal Tube uncuffed 

disposable 3.5mm
Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

5706 Endotracheal Tube uncuffed 
disposable 3mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10213 Endotracheal Tube uncuffed 
disposable 4.5mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered
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10212 Endotracheal Tube uncuffed 
disposable 4mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

10214 Endotracheal Tube uncuffed 
disposable 5mm

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

2021002 Epidural Kit (Size 16G)
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10186 Epidural Kit (Size 18G)
Submitted valid mfg license and NCC not submitted                             May be 
considered after submission of valid NCC

May not be considered

5934 Foleys 3 way 22G
Valid product approval and NCC not submitted                                                 
May be considered after submission of NCC and valid product approval

May not be considered5934 Foleys 3 way 22G May be considered after submission of NCC and valid product approval

10187 High  pressure extension line
Valid product approval and NCC not submitted                                                 
May be considered after submission of NCC and valid product approval

May not be considered

10156 Infant Weighing Machine
Valid product approval and NCC not submitted                                                 
May be considered after submission of NCC and valid product approval

May not be considered

915 Intercostal drainage bag kit including 
IC tube

Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

918 Intracatheter G16
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

919 Intracatheter G18
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

920 Intracatheter G20
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

921 Intracatheter G22
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

922 Intracatheter G24
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered
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923 L.P.Needle No.23
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

925 L.P.Needle No.25
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

5585 L.P.Needle No.26
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10252 Micro Drip IV Sets With Dial Flow 
Regulators

Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10256 Naso Pharyngeal Airways 3.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10256.1 Naso Pharyngeal Airways 4.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered
be considered after submission of valid NCC

10256.2 Naso Pharyngeal Airways 5.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10256.3 Naso Pharyngeal Airways 6.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10256.4 Naso Pharyngeal Airways 7.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

10256.5 Naso Pharyngeal Airways 8.0 mm
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

1106

Non Absorbable, blue Monofilament, 
Polypropylene Sterile Surgical Suture 
No.1 (Suture code:843)(Box of 12 
Foils)

Not submitted valid product approval & NCC certificate                               May 
be considered after submission of NCC and valid product approval

May not be considered

934 Oxygen Mask (Adult)
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

Not submitted NCC and valid product approval                                                
5591 Oxygen Nasal Prongs (Adult)

Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5637 Oxygen Nasal Prongs (Pediatric)
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5306 Paper Plaster   Size: 1"(Box of 12)
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered
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5308 Paper Plaster Size: 2"(Box of 6)
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5310 Paper Plaster' Size: 3"(Box of 4)
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

5670 Poliglecaprone 25 Size 3-0
Not submitted NCC and valid product approval                                                
May be considered after submission of NCC and valid product approval

May not be considered

1103 Polypropylene Mesh 15x15cm
Submitted product approval, NCC not submitted                                           May 
be considered after submission of NCC

May not be considered

5293 Polypropylene Mesh 6x11 cm
Submitted product approval, NCC not submitted                                           May 

May not be considered5293 Polypropylene Mesh 6x11 cm be considered after submission of NCC
May not be considered

5718 Proctoscopes
valid product approval not submitted and NCC not submitted                  May 
be considered after submission of valid product approval and NCC

May not be considered

10237 Re-breathing bags
valid product approval not submitted and NCC not submitted                  May 
be considered after submission of valid product approval and NCC

May not be considered

2021120 Red    Rubber    Urinary Catheter
valid product approval not submitted and NCC not submitted                  May 
be considered after submission of valid product approval and NCC

May not be considered

5568 Spino Epidural set, (CSE)
NCC and valid product approval not submitted                                                 
May be considered after submission of NCC and product approval

May not be considered

5618 Sterile Blood Lancects Ethylene Oxide
NCC and valid product approval not submitted                                                 
May be considered after submission of NCC and product approval

May not be considered

2021065 Stethoscope
NCC and valid product approval not submitted                                                 
May be considered after submission of NCC and product approval

May not be considered

5815 Tracheostomy Tubes Cuffed 6.0
Submitted valid product approval and NCC not submitted                           May 
be considered after submission of valid NCC

May not be considered

5816 Tracheostomy Tubes Cuffed 7.0
Submitted product approval NCC not submitted                                             
May be considered after submission of NCC

May not be considered

10222 Tracheostomy Tubes Cuffed 7.5
Product approval submitted NCC not submitted                                              
May be considered after submission of NCC

May not be considered

5817 Tracheostomy Tubes Cuffed 8.0
Submitted product approval, NCC not submitted                                           May 
be considered after submission of NCC

May not be considered
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10229 Tracheostomy Tubes PVC Cuffed 9.0
Submitted product approval, NCC not submitted                                           May 
be considered after submission of NCC

May not be considered

972 Urinary Bag
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

5647 Weighing Machine
Not submitted valid NCC and product approval                                                    
May be considered after submission of NCC and product approval

May not be considered

10225 White   Apron   (Terricot) XL May be considered

46 vygon india pvt. ltd.

5933 3 Way Stop cock
Not submitted valid product approval                                                                          
May be considered after submission of valid product approval

May not be considered

5923
Not submitted valid product approval with required specification           May 

Firm Remarks: May be considered for products 1 to 9 after submission of valid product approvals

5923 Arterial Cannula
Not submitted valid product approval with required specification           May 
be considered after submission of valid product approval

May not be considered

2021002 Epidural Kit (Size 16G)
Valid product approval not submitted with required specification         May 
be considered after submission of valid product approval

May not be considered

10186 Epidural Kit (Size 18G)
Not submitted valid product approval with required specification           May 
be considered after submission of valid product approval

May not be considered

10187 High  pressure extension line
Not submitted valid product approval with required specification           May 
be considered after submission of valid product approval

May not be considered

923 L.P.Needle No.23
Not submitted valid product apporval with required specification              May 
be considered after submission of valid product approval

May not be considered

925 L.P.Needle No.25
Not submitted valid product apporval with required specification              May 
be considered after submission of valid product approval

May not be considered

5585 L.P.Needle No.26
Not submitted valid product apporval with required specification              May 
be considered after submission of valid product approval

May not be considered

5916 Triple Lumen
Valid product approval not submitted                                                                   
May be considered after submission of valid product approval

May not be considered

47 WILSON TAPES PVT. LT.D

5297 Adhesive Plaster Woven Fabric (Size: 
10cms x 10mts)

May be considered

5299 Adhesive Plaster Woven Fabric 
(Size:5cm x 10mts)

May be considered

5020 Bandage, POP (Size 10cmX2.7mt) May be considered
5021 Bandage, POP (Size 15cmX2.7mt) May be considered

Firm Remarks: May be considered for all 7 products
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5306 Paper Plaster   Size: 1"(Box of 12) May be considered
5308 Paper Plaster Size: 2"(Box of 6) May be considered
5310 Paper Plaster' Size: 3"(Box of 4) May be considered

Note: All the bidders are here by requested to verify the Provisional Technical Evaluation Report and submit their supporting documents on or before 
05.00.PM on 27.12.2022 to the email id: tenders.apmsidc@gmail.com with Subject : Reply to T No 144(SUR) TEC Report.
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