
S No Bidder Name Item Code Item Name Item Remarks Status

1
DEEP MEDITECH PRIVATE 
LIMITED

1 105.02OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) Diff 
lyse 500 ml

Valid manufacturing license is not submitted May not be considered

2 105.01OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) 
Diluent 20Ltr

May be considered

3 105.03OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) LH Valid manufacturing license is not submitted May not be considered

STATEMENT SHOWING PRILIMINARY TECHNICAL EVALUATION FOR T NO 150-1 (REAGENTS)

Firm Remarks: S.No.2  may be considered, S.No. 1, 3 & 4 may be considered after submission of valid manufacturing licenses

3 105.03OL (Mindray BC 5150/Aspen 5000) LH 
lyse 100 ml

Valid manufacturing license is not submitted May not be considered

4 105.04OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) 
Probe cleaner 50 ml

Valid manufacturing license is not submitted May not be considered

2 Gen Works Health Pvt Ltd

1 1.1CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ALP

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

2 1.11CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Amylase

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

Firm Remarks: (1) Products may be considered after submission of valid manufacturing license in Form MD-5 with product approval                                                                                       
(2) Firm may be considered after submission of Non Conviction Certificate of Gen Works Health pvt ltd                                                                                                                               
(3) Firm may be considered after submission of ISO/BIS/CE/ISI/QMS Certificate of Manufacturing company

Amylase approval

3 1.22CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Calcium

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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4 23.24CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) CK MB

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

5 1.03CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Creatinine

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

6 1.07CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Direct 
Bilirubin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
Bilirubin

7 1.01CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Glucose

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

8 1.23CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) LDH

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

9 1.12CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Lipase

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

10 1.21CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Phosphorus

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

11 1.05CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Serum 
Albumin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

12 1.08CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGOT

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

APMSIDC Page 2 of 53 T No 150-1 (Reagents)



S No Bidder Name Item Code Item Name Item Remarks Status

13 1.09CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGPT

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

14 1.06CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Bilirubin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

15 1.13CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
cholesterol

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
cholesterol

16 1.04CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Proteins

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

17 1.14CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Trigycerides

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

18 1.02CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Urea

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

19 1.16CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Uric 
Acid

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

20 23.22CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) XL CRP 
TURBILA TEX

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

21 6.01CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Albumin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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22 6.22CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALP

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

23 6.23CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALT

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

24 6.24CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Amylase

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
AU480 Amylase

25 6.25CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 AST

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

26 6.42CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calcium

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

27 6.05CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calcium Arsenazo,

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

28 6.06CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Cholesterol

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

29 6.27CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 CK (NAC)

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

30 6.07CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Creatinine

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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31 6.03CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Direct Bilirubin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

32 6.29CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 GGT

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

33 6.08CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Glucose

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
AU480 Glucose

34 6.09CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 HDL Cholesterol

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

35 6.16CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Inorganic Phosphorous

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

36 6.3CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDH

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

37 6.12CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDL Cholesterol

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

38 6.31CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Lipase,

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

39 6.04CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Bilirubin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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40 6.17CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Protein

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

41 6.18CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Triglyceride

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

42 6.2CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urea

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
AU480 Urea

43 6.21CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Uric Acid

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

44 10.16CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Albumin

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

45 10.19CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Alkaline Phosphatase

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

46 10.14CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Bilirubin Direct

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

47 10.13CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Bilirubin Total

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

48 10.2CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Calcium (A)

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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49 10.21CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Cholesterol

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

50 10.26CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) LDH P

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

51 10.27CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Lipase 
XL

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
XL

52 10.17CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) SGOT 
EL

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

53 10.18CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) SGPT 
EL

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

54 10.15CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Total 
Protein

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

55 10.22CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Triglycerides

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

56 10.1CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Urea

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

57 10.12CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Uric 
Acid

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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58 80.14OL semi auto analyser Albumin
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

59 80.11OL semi auto analyser Calcium
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

60 80.08OL semi auto analyser Cholestrol
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

61 88.2OL semi auto analyser CK MB
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

62 89.15OL semi auto analyser CK Nac
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

63 89.2OL semi auto analyser CRP
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

64 88.22OL
semi auto analyser GAMMA G.T. 
Glupa

Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

65 80.1OL semi auto analyser HDL Cholestrol
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

66 80.06OL semi auto analyser Lipase
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered
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67 80.04OL semi auto analyser T. Bilirubin
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

68 80.13OL semi auto analyser T.Protein
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

69 80.09OL semi auto analyser TGL
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

70 80.02OL semi auto analyser Urea
Not submitted valid manufacturing license with product approval                                                                                                                                             
May be considered after submission of Mfg license with product 
approval

May not be considered

3 greenapplemedicalsystems

1 22.02OL
ABG analyser (RADIOMETER ABL 
800) ABG Printer Thermal paper roll 
(110mm X 40 mtr)

Not submitted product approval                                                             
May be considered after submisison of product approval, NCC and 
ISO certificates                                                                                      

May not be considered

ABG analyser (RADIOMETER ABL 
Not submitted product approval                                                             

Firm Remarks: Firm may be considered                                                                                                                                                                                                                                                                   
(1) Products at S.No. 1-4, 8-15, 17, 18, 22, 25, 27, 50, 58, 64-66, 81-87, 89-94, 107-112 may be considered after submission of product approval, NCC and ISO 
certificate of the manufacturer                                                                                                                                                                                                                                                       
(2) Product at S.No. 5-6, 16, 19-21, 23, 26, 28-33, 35-36, 39, 40, 48-50, 52-57, 61-63, 67-80, 88, 95-106 may be considered after submission of NCC and wholesale 
license of importer                                                                                                                                                                                                                                                                      
(3) Products at S.No. 7, 24, 34, 37, 38, 41-47, 51, 59, 60 may be considered after submission of NCC and wholesale license of importer and ISO certicate of foreign 
manufacturer

2 45.09CL
ABG analyser (RADIOMETER ABL 
800) Calcium Membrane

Not submitted product approval                                                             
May be considered after submisison of product approval, NCC and 
ISO certificates                                                                                      

May not be considered

3 45.01CL
ABG analyser (RADIOMETER ABL 
800) Calibration Gas 1

Not submitted product approval                                                             
May be considered after submisison of product approval, NCC and 
ISO certificates                                                                                      

May not be considered

4 45.02CL
ABG analyser (RADIOMETER ABL 
800) Calibration Gas 2

Not submitted product approval                                                             
May be considered after submisison of product approval, NCC and 
ISO certificates                                                                                      

May not be considered
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5 45.11CL
ABG analyser (RADIOMETER ABL 
800) Calibration Solution 1 200 ml

Submitted import license of M/s DHR Holding India pvt ltd in Form 
MD-15, submitted ISO certificate of manufacuter valid upto 
15/12/2023                                                                                                     
May be considered after submission of NCC and wholesale license 
of M/s DHR Holding India pvt ltd

May not be considered

6 45.12CL
ABG analyser (RADIOMETER ABL 
800) Calibration Solution 2 200 ml

Submitted import license of M/s DHR Holding India pvt ltd in Form 
MD-15, submitted ISO certificate of manufacuter valid upto 
15/12/2023                                                                                                     
May be considered after submission of NCC and wholesale license 
of M/s DHR Holding India pvt ltd

May not be considered

ABG analyser (RADIOMETER ABL 

Submiited import license of M/s Beckman culter india pvt ltd 
dt:24/05/2019 at pg no:54                                                                                     

7 45.03CL
ABG analyser (RADIOMETER ABL 
800) Cleaning Solution 175 ml

dt:24/05/2019 at pg no:54                                                                                     
May be considered after submission of NCC, and wholesale license 
of M/s Beckman culter india pvt ltd and ISO certificate of 
manufacuturer 

May not be considered

8 76.17CL
ABG analyser (RADIOMETER ABL 
800) D7066 GLU MEMBRANE BOX 
(4 UNITS) FOR ABL 700/800

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

9 45.14CL
ABG analyser (RADIOMETER ABL 
800) Hypo chloride solution

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

10 76.08CL
ABG analyser (RADIOMETER ABL 
800) INLET GASKET

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

Not submited product approval                                                                        
11 45.06CL

ABG analyser (RADIOMETER ABL 
800) PCO2 Membrane

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

12 45.13CL
ABG analyser (RADIOMETER ABL 
800) PM KIT

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered
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13 45.05CL
ABG analyser (RADIOMETER ABL 
800) PO2 Membrane

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

14 45.08CL
ABG analyser (RADIOMETER ABL 
800) Potassium Membrane

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

15 45.1CL
ABG analyser (RADIOMETER ABL 
800) Referance Membrane

Not submited product approval                                                                        
May be considered afte submission of product approval, NCC, ISO 
certificate and wholesale license of the manufacutrer

May not be considered

16 45.04CL
ABG analyser (RADIOMETER ABL 
800) Rinse solution 600 ml

Submitted import license of M/s DHR Holding India pvt ltd in Form 
MD-15, submitted ISO certificate of manufacuter valid upto 
15/12/2023                                                                                                     
May be considered after submission of NCC, ISO and wholesale 
license of importer

May not be considered

17 45.07CL
ABG analyser (RADIOMETER ABL 
800) Sodium Membrane

Not submitted product approval                                                                        
May be considered after submission of NCC and ISO certificate of 
manufacturer

May not be considered

18 12.03OL
CRYOSTAT (Lieca) Low Profile 
Microtome blades

Not submitted product approval                                                                        
May be considered after submission of NCC and ISO certificate of 
manufacturer

May not be considered

19 6.01CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Albumin

submitted import license in Form MD-15 of M/s Beckman coulter 
india pvt ltd dt:04/11/2019 at pg no:28                                              
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

submitted import license in Form MD-15 of M/s Beckman coulter 

20 6.22CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALP

submitted import license in Form MD-15 of M/s Beckman coulter 
india pvt ltd in Form MD-15  dt:04/11/2019 at pg no:28                                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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21 6.23CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALT

submitted import license in Form MD-15 of M/s Beckman coulter 
india pvt ltd in Form MD-15  dt:04/11/2019 at pg no:24                                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

22 6.24CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Amylase

Not submiited product approval                                                                            
May be considered after submission of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

23 6.25CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 AST

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:23/10/2019                                                                          
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
AU480 AST of importer

24 6.02CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Bicarbonate

Submitted import licesne of M/s Beckman coulter india pvt ltd in 
Form MD-15  dt:24/05/2019                                                                         
may be considered after submission of NCC and wholesale license 
of importer and ISO certificate of foreign manufacturer

May not be considered

25 6.42CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calcium

Not submitted product approval                                                                              
May be considered after submission of product approval, NCC and 
ISO certificate of importer

May not be considered

26 6.05CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calcium Arsenazo,

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:12/07/2019 pg no:36                                                    
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

27 6.41CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calibrator

Not submitted product approval                                                                              
May be considered after submission of product approval, NCC and 
ISO certificate of importer

May not be considered

Submitted imort license in Form MD-15 of M/s Backman culter 

28 6.06CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Cholesterol

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:04/11/2019 pg no:29                                                   
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

29 6.26CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Cholinesterase

Submitted imort license  of M/s Backman culter india pvt ltd in 
form MD-15 dt:22/12/2020                                                              
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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30 6.27CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 CK (NAC)

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:04/11/2019 pg no:29                                                   
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

31 6.28CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 CK MB

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:04/11/2019 pg no:29                                                   
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

32 6.07CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Creatinine

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:04/11/2019 pg no:29                                                   
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
AU480 Creatinine of importer

33 6.03CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Direct Bilirubin

Submitted imort license in Form MD-15 of M/s Backman culter 
india pvt ltd dt:04/11/2019 pg no:30                                                   
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

34 6.29CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 GGT

Submitted imort license  of M/s Backman culter india pvt ltd in 
form MD-15 dt:24/05/2019                                                              
May be considered after submission of NCC and wholesale license 
of importer and ISO certificate of foreign manufacturer

May not be considered

35 6.08CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Glucose

Submitte import license of M/s Beckman coulter india pvt ltd at pg 
no:21                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer                                                                                   

May not be considered

36 6.1CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 HbAlc AU Kit

Submitte import license of M/s Beckman coulter india pvt ltd in 
form MD-15 dt:22/12/2020                                                                                                           
May be considered after submission of NCC and wholesale license 

May not be considered
AU480 HbAlc AU Kit

May be considered after submission of NCC and wholesale license 
of importer                                                                                   

37 6.09CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 HDL Cholesterol

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:19/02/2021 pg no:70                                                                          
May be considered after submission of NCC and wholesale license 
of importer and ISO certificate of foreign manufacturer

May not be considered
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38 6.39CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 HDL Cholesterol CalibratorL

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:19/02/2021 pg no:70                                                                          
May be considered after submission of NCC and wholesale license 
of importer and ISO certificate of foreign manufacturer

May not be considered

39 6.16CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Inorganic Phosphorous

Submitted import license of M/s Beckman coulter india  pvt ltd in 
form MD-15 dt:04/11/2019                                                                             
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

40 6.11CL
Fully Automated biochemistry 
analyser Becman Coulter and 

Submitted import license of M/s Beckman coulter india  pvt ltd in 
form MD-15 dt:04/11/2019                                                                             
May be considered after submission of NCC and wholesale license 

May not be considered
AU480 Iron

May be considered after submission of NCC and wholesale license 
of importer

41 6.34CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ISE Buffer

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:24/05/2019                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

42 6.33CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ISE Mid Standard Solution

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:24/05/2019                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

43 6.35CL

Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ISE Na plus /K plus 
Selectivity Check (2*25ml)

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:24/05/2019                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

44 6.32CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ISE Reference Solution

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:24/05/2019                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered
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45 6.3CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDH

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:14/06/2021 at pg no:78                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

46 6.12CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDL Cholesterol

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:19/02/2021 at pg no:72                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

Fully Automated biochemistry 
Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:19/02/2021 at pg no:72                                                                       

47 6.4CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDL Cholesterol Calibrator

Form MD-15 dt:19/02/2021 at pg no:72                                                                       
May be considered after submission of NCC and wholesale licnese 
of importer and ISO certificate of foreign manufacturer

May not be considered

48 6.31CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Lipase,

Submitted import license of M/s Beckman culter india pvt ltd 
dt:22/12/2020                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

49 6.13CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Magnesium

Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:04/11/2019                                                                           
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

50 6.43CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Quality Control Check

Not submitted product approval                                                                    
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

Fully Automated biochemistry 
Submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:06/01/2021                                                                                

51 6.36CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 System Calibrator

Form MD-15 dt:06/01/2021                                                                                
May be considered after submission of NCC and wholesale license 
of importing and ISO certificate of foreign manufacturer

May not be considered

52 6.04CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Bilirubin

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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53 6.17CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Protein

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

54 6.18CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Triglyceride

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

55 6.19CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 UIBC

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
AU480 UIBC of importer

56 6.2CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urea

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

57 6.21CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Uric Acid

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt: 04/11/2019                                                                        
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

58 6.15CL

Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urinary/CSF Protein,With 
CAL

Not submitted product approval                                                                        
May be considered after submission of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

59 6.37CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urine Calibrator

Submiited import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:15/01/2021                                                                                       
May be considered after submission of NCC, and wholesale licesne 
of importer and ISO certificate of foreign manufacturer

May not be considered
AU480 Urine Calibrator of importer and ISO certificate of foreign manufacturer

60 6.14CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urine/CSF Albumin

Submiited import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:19/02/2021                                                                                       
May be considered after submission of NCC, and wholesale licesne 
of importer and ISO certificate of foreign manufacturer

May not be considered
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61 6.38CL

Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urine/CSF Albumin 
Calibrator

Submiited import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:19/02/2021                                                                                       
May be considered after submission of NCC, and wholesale licesne 
of importer 

May not be considered

62 36.15CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) 25 OH Vitamin 
D ( D2 and D3 )

Submiited import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:20/09/2019                                                                                       
May be considered after submission of NCC, and wholesale licesne 
of importer 

May not be considered

63 36.3CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) 25 OH Vitamin 
D ( D2 and D3 ) Callibrations

Submiited import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:20/09/2019                                                                                       
May be considered after submission of NCC, and wholesale licesne 
of importer 

May not be considered
D ( D2 and D3 ) Callibrations of importer 

64 57.06CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Acesses FSH 
callibrators

Not submiited product approval                                                                            
May be considered after submission of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

65 57.07CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Acesses FT3 
callibrators

Not submiited product approval                                                                            
May be considered after submission of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

66 57.08CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Acesses 
FT4callibrators

Not submiited product approval                                                                            
May be considered after submission of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

67 57.09CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Acesses 
Prolactin callibrators

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                                      
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

68 57.1CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Acesses 

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                                      

May not be considered68 57.1CL and Access 2 CLIA ) Acesses 
Testosterone callibrators

Form MD-15                                                                                                      
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

69 36.1CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) CA 15 3 II BR 
Monitor

Submiited import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:22/02/2019                                                                          
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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70 36.25CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) CA 15 3 II BR 
Monitor Callibrations

Submiited import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:22/02/2019                                                                          
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

71 57.15CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) citrnox

The bidder submitted license of "citranox" in Form MD-15 of M/s 
Beckman coulter india pvt ltd                                                                                             
May be considered if the productquoted is same as required by 
APMSIDC, Decision may be taken by DME/Md, APMSIDC

May not be considered

72 36.13CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) CK MB

Submitted import license of M/s Beckaman coulter india pvt ltd at 
pg.no 94                                                                                                         
May be considered after submission of NCC and wholesale license 

May not be considered
and Access 2 CLIA ) CK MB May be considered after submission of NCC and wholesale license 

of importer

73 36.28CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) CK MB 
Callibrations

Submitted import license of M/s Beckaman coulter india pvt ltd at 
pg.no 94                                                                                                         
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

74 57.13CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) contrad 70

Submitted import license of M/s Beckaman coulter india pvt ltd in 
form MD-15 dt:20-09/2019                                                                                                     
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

75 36.07CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Estradiol

Submitted import license of M/s Beckman coulter india pvt ltd in 
form MD-15 at pg no96                                                                                
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

76 36.22CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Estradiol 
Callibrations

Submitted import license of M/s Beckman coulter india pvt ltd in 
form MD-15 at pg no96                                                                                
May be considered after submission of NCC and wholesale license 

May not be considered
Callibrations

May be considered after submission of NCC and wholesale license 
of importer

77 36.06CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Ferritin

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 at pg no97                                                                              
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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78 36.21CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Ferritin 
Callibrations

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                                      
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

79 57.02CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Free T3

Submitted import license of M/s Beckman coulter india pvt ltd                                                                                                                                      
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

80 57.03CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Free T4

Submitted import license of M/s Beckman coulter india pvt ltd                                                                                                                                      
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

81 57.01CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) FSH

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

82 36.05CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) HCG Beta Total

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

83 36.2CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) HCG Beta Total 
Callibrations

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

84 36.08CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Insulin

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

85 36.23CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Insulin 
Callibrations

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

Not submitted product approval                                                                             
86 36.04CL

Harmone analyser (Beckman coulter 
and Access 2 CLIA ) LH

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

87 36.19CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) LH 
Callibrations

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered
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88 57.04CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Prolactin

Submitted import license of M/s Beckman coulter india pvt ltd in 
form MD-15                                                                                                                                     
May be considered after submision of NCC and wholesale license 
of importer

May not be considered

89 36.09CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) PSA

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

90 36.24CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) PSA 
Callibrations

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

91 36.12CL
Harmone analyser (Beckman coulter 

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and May not be considered91 36.12CL

Harmone analyser (Beckman coulter 
and Access 2 CLIA ) PTH

May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

92 36.27CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) PTH 
Callibrations

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

93 57.12CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Reaction 
vessels

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

94 57.14CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) system 
checksolution

Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

95 36.01CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) T3

Submitted import license of M/s Beckman coulter india pvt ltd dt: 
22/02/2019                                                                                                    
May be considered after submission of NCC and wholesale license 
of importer in india

May not be considered

Harmone analyser (Beckman coulter 
submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:22/02/2019                                                                         

96 36.16CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) T3 Callibrations

Form MD-15 dt:22/02/2019                                                                         
May be considered after submission of NCC and wholesale license 
of importer in india                                                                

May not be considered

97 36.03CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) T4

submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:22/02/2019                                                                         
May be considered after submission of NCC and wholesale license 
of importer in india                                                                

May not be considered
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98 36.18CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) T4 Callibrations

submitted import license of M/s Beckman culter india pvt ltd in 
Form MD-15 dt:22/02/2019                                                                         
May be considered after submission of NCC and wholesale license 
of importer in india                                                                

May not be considered

99 57.05CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Testosterone

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                      May 
be considered after submission of NCC and wholesale license of 
importer in india                                                                                              

May not be considered

100 57.16CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Trilevel Quality 
control

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                      May 
be considered after submission of NCC and wholesale license of 
importer in india                                                                                              

May not be considered
control importer in india                                                                                              

101 36.14CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Troponin I 
Ultrasensitive

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                      May 
be considered after submission of NCC and wholesale license of 
importer in india                                                                                              

May not be considered

102 36.29CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Troponin I 
Ultrasensitive Callibrations

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15                                                                                      May 
be considered after submission of NCC and wholesale license of 
importer in india                                                                                              

May not be considered

103 36.02CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) TSH

Submitted import license of M/s Beckman coulter india pvt ltd 
dt:16/06/2019                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer in india     

May not be considered

104 36.17CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) TSH 
Callibrations

Submitted import license of M/s Beckman coulter india pvt ltd 
dt:16/06/2019                                                                                                           
May be considered after submission of NCC and wholesale license 
of importer in india     

May not be considered

of importer in india     

105 36.11CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Vitamin B12

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:22/02/2019 at pg no:111                                                       
May be considered after submission of NCC and wholesale license 
of importer

May not be considered

106 36.26CL
Harmone analyser (Beckman coulter 
and Access 2 CLIA ) Vitamin B12 
Callibrations

Submitted import license of M/s Beckman coulter india pvt ltd in 
Form MD-15 dt:22/02/2019 at pg no:111                                                       
May be considered after submission of NCC and wholesale license 
of importer

May not be considered
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107 53.06CL HPLC (Tosoh and G8) Filter Element
Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

108 53.02CL
HPLC (Tosoh and G8) G8 B 
Thalassemia Elution Buffer Kit

Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

109 53.05CL
HPLC (Tosoh and G8) G8 
Hemoglobin F and A2 Calibrator

Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

110 53.04CL
HPLC (Tosoh and G8) G8 
Hemoglobin F and A2 Control Set

Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered
Hemoglobin F and A2 Control Set ISO certificate of manufacturer

111 53.03CL
HPLC (Tosoh and G8) Haemolysis 
and Wash Solution (L)

Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

112 53.01CL
HPLC (Tosoh and G8) TSKgel B 
Thala His

Not submitted producct approval                                                                        
May be considered after submission of product approval NCC and 
ISO certificate of manufacturer

May not be considered

4 INDUS PHARMA AGENCY

1 4.01CL
ABG Machine Cartridge Based 
(POC)(Edan i15) Cal Pack CP 100

Submiited at pg no:20                                                                                                  
May be considered after submission of NCC of the firm

May not be considered

2 4.02CL ABG Machine Cartridge Based 
(POC)(Edan i15) Catridge BG 10

Submiited at pg no:20                                                                                                  
May be considered after submission of NCC of the firm

May not be considered

Firm Remarks: May be considered after submission of valid manufacturing license, wholesale license of importer, Non Conviction Certificate and ISO certificates of 

Firm Remarks: The firm may be considered after submission of Non Conviction Certificate

5 KALYAN ENTERPRISES

1 32.05CL
CLIA (I Flash 1800 YHLO) Pretrigger 
solution

Submitted Import license bearing No: IMP/IVD/ww/000088, Not 
submitted NCC, ISO certificate & wholesale drug license of CPC 
Diagnostics pvt ltd                                                                                                                               
May be considered after submission of NCC, ISO and wholesale 
license of M/s CPC Diagnostics pvt ltd

May not be considered

Firm Remarks: May be considered after submission of valid manufacturing license, wholesale license of importer, Non Conviction Certificate and ISO certificates of 
all the manufacturers and Importers of the quoted items
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2 32.04CL
CLIA (I Flash 1800 YHLO) Reaction 
vessels

Not submitted Import license, NCC, ISO and wholesale drug 
license of CPC Daignostics pvt ltd                                                                                                                          
May be considered after submission of Import license, NCC, ISO 
and wholesale licnese

May not be considered

3 32.01CL CLIA (I Flash 1800 YHLO) Total T3

Submitted Import license, Not submitted NCC, ISO and wholesale 
licenses of CPC Diagnostics pvt ltd                                                         
May be considered after submission of NCC, ISO and wholesale 
license of CPC Diagnostics

May not be considered

4 32.02CL CLIA (I Flash 1800 YHLO) Total T4

Submitted Import license, Not submitted NCC, ISO and wholesale 
licenses of CPC Diagnostics pvt ltd                                                         
May be considered after submission of NCC, ISO and wholesale 
license of CPC Diagnostics

May not be considered

license of CPC Diagnostics

5 32.06CL
CLIA (I Flash 1800 YHLO) Trigger 
solution (220mL)

Submitted Import license, Not submitted NCC, ISO and wholesale 
licenses of CPC Diagnostics pvt ltd                                                         
May be considered after submission of NCC, ISO and wholesale 
license of CPC Diagnostics

May not be considered

6 32.03CL CLIA (I Flash 1800 YHLO) TSH

Submitted Import license, Not submitted NCC, ISO and wholesale 
licenses of CPC Diagnostics pvt ltd                                                         
May be considered after submission of NCC, ISO and wholesale 
license of CPC Diagnostics

May not be considered

7 32.07CL
CLIA (I Flash 1800 YHLO) Wash 
buffer ( 10 Lit )

Submitted Import license, Not submiited NCC, ISO and wholesale 
drug license of CPC Diagnostics pvt ltd                                          May 
be considered after submission of NCC, ISO and wholesale license

May not be considered

8 16.01OL COLORIMETER Drabkins Solution
Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer

May not be considered

Fully Automated biochemistry Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
9 26.12CL

Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
(12011007)Ca2 plus

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

10 26.14CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
(12011018)Mg2 plus

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

11 26.13CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
(12011020)Po4

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered
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12 26.19CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Albumin (12011002)

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

13 26.08CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
ALP (12011003)

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

14 26.16CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Amylase (12011004)

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

15 26.09CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 

Submitted Drug license in Form-25 of M/s Jen Diagnostics, Not 
submitted Medical Device license and ISO, NCC of M/s Jen 
Diagnostics pvt ltd

May not be considered

Cholestrol (12011009) Diagnostics pvt ltd

16 26.05CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Direct bilirubin (12011005)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

17 26.01CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Glucose (12011013)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

18 26.11CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
HDL (12011014)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 

19 26.17CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Lipase (12011017)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered
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20 26.06CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
SGOT (12011021)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

21 26.07CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
SGPT (12011022)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

Fully Automated biochemistry 
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 

22 26.02CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Sr. creatinine (12011011)

submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

23 26.04CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Tot. Bilirubin (12011006)

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                              
May be considered after submission of Medical Device License, 
ISO and NCC of M/s Jen Diagnostics

May not be considered

24 26.18CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Total protein (12011023)

Submitted Drug license in Form 25, Not submitted Medical Device 
license, ISO and NCC of M/s Jen Diagnostics                                                                  
May be considered after submission of Medical Device license, ISO 
and NCC of M/s Jen Diagnostics

May not be considered

25 26.1CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 

Submitted Drug license in Form 25, Not submitted Medical Device 
license, ISO and NCC of M/s Jen Diagnostics                                                                  
May be considered after submission of Medical Device license, ISO 

May not be considered25 26.1CL analyser (Toshiba and TBA 120FR ) 
Triglycerides (12011024)

May be considered after submission of Medical Device license, ISO 
and NCC of M/s Jen Diagnostics

May not be considered

26 26.03CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Urea (12011025)

Submitted Drug license in Form 25, Not submitted Medical Device 
license, ISO and NCC of M/s Jen Diagnostics                                                                  
May be considered after submission of Medical Device license, ISO 
and NCC of M/s Jen Diagnostics

May not be considered
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27 26.15CL
Fully Automated biochemistry 
analyser (Toshiba and TBA 120FR ) 
Uric acid (12011026)

Submitted Drug license in Form 25, Not submitted Medical Device 
license, ISO and NCC of M/s Jen Diagnostics                                                                  
May be considered after submission of Medical Device license, ISO 
and NCC of M/s Jen Diagnostics

May not be considered

28 25.01CL
Hematology analyser 3 part (Agappe 
and Mispa Count X) Diluent 20 L

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO 

May not be considered

29 25.04CL
Hematology analyser 3 part (Agappe 
and Mispa Count X) E 2CLEANER 
100ML

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO 

May not be considered

30 25.03CL
Hematology analyser 3 part (Agappe 
and Mispa Count X) LYSE 100 ML

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO 

May not be considered

31 25.02CL
Hematology analyser 3 part (Agappe 
and Mispa Count X) RINSE 500ML

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO 

May not be considered

32 19.04CL
Hematology analyser 3 Part (CPC 
and Dynacount 3D) Control 500 ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO 

May not be considered

33 19.01CL
Hematology analyser 3 Part (CPC 
and Dynacount 3D) Diluent 20 ltr

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

34 19.02CL
Hematology analyser 3 Part (CPC 
and Dynacount 3D) Lyse 500 ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

Hematology analyser 3 Part (CPC Not submitted valid manufacturing license                                                                                                 
35 19.03CL

Hematology analyser 3 Part (CPC 
and Dynacount 3D) Probe cleaner 
50 ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

36 104.02OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Cleaner 50 ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

37 104.01OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Diluent 20Ltr

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered
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38 104.04OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 EZ 50ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

39 104.03OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Lyse 500 ml

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

40 13.07CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Cell Clean

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

41 13.04CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Cell Pack DCL

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered
and XN 1000) Cell Pack DCL manufacturer 

42 13.05CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Cell Pack DFL

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

43 20.04CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Lyser cell WDF

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

44 20.03CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Lyser cell WNR

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

45 13.03CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Ret. Flurocell

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

46 13.06CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) Sulfolyser

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered
manufacturer 

47 13.01CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) WDF Flurocell

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered

48 13.02CL
Hematology Analyser 5 Part (Sysmex 
and XN 1000) WNR Flurocell

Not submitted valid manufacturing license                                                                                                 
May be considered after submission of license and NCC, ISO of 
manufacturer 

May not be considered
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49 80.14OL semi auto analyser Albumin
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

50 80.05OL semi auto analyser Amylase
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

51 80.11OL semi auto analyser Calcium
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

52 80.08OL semi auto analyser Cholestrol
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered
Diagnostics                                                                                                                             

53 80.07OL semi auto analyser Cholinesterase
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

54 88.2OL semi auto analyser CK MB
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

55 89.15OL semi auto analyser CK Nac
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

56 89.2OL semi auto analyser CRP
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

57 88.22OL
semi auto analyser GAMMA G.T. 
Glupa

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
58 80.1OL semi auto analyser HDL Cholestrol

Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

59 80.06OL semi auto analyser Lipase
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

60 80.04OL semi auto analyser T. Bilirubin
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered
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61 80.13OL semi auto analyser T.Protein
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

62 80.09OL semi auto analyser TGL
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

63 80.02OL semi auto analyser Urea
Submitted Drug license in Form 25 of M/s Jen Diagnostics, Not 
submitted Medical Device license, ISO and NCC of M/s Jen 
Diagnostics                                                                                                                             

May not be considered

6 MATRIX LABS Firm Remarks: The firm may be considered after submission of Non Conviction Certificate

1 62.07CL
CLIA (Matrix Labs and Autolumo 
A1000) CLIA Substrate

Product approval not submitted May not be considered

2 62.04CL CLIA (Matrix Labs and Autolumo 
A1000) D Dimer

Product approval not submitted May not be considered

3 62.06CL CLIA (Matrix Labs and Autolumo 
A1000) Ferritin

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 11 May be considered

4 62.05CL CLIA (Matrix Labs and Autolumo 
A1000) IL 6

Product approval not submitted May not be considered

5 62.1CL CLIA (Matrix Labs and Autolumo 
A1000) system wash

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 30 May be considered

6 62.01CL CLIA (Matrix Labs and Autolumo 
A1000) T3 Kit

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 02 May be considered

7 62.02CL CLIA (Matrix Labs and Autolumo 
A1000) T4 Kit

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 01 May be considered
A1000) T4 Kit

8 62.03CL CLIA (Matrix Labs and Autolumo 
A1000) TSH Kit

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 04 May be considered

9 62.08CL
CLIA (Matrix Labs and Autolumo 
A1000) Universal diluent

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 31 May be considered

10 62.09CL CLIA (Matrix Labs and Autolumo 
A1000) wash buffer

Submitted in MD15 vide no: IMP/IVD/2019/000395 at S.No. 29 May be considered
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7 MERIL DIAGNOSTICS PVT. LTD

1 14.01CL Hematology analyser Meril 
Cellquant 360 Diluent 20 ltr

May be considered

2 14.04CL
Hematology analyser Meril 
Cellquant 360 Enzyme Cleaner 
70ml

May be considered

3 14.02CL Hematology analyser Meril 
Cellquant 360 Lyse 500 ml

May be considered

4 14.05CL
Hematology analyser Meril 
Cellquant 360 Probe cleaner 50 ml

May be considered

Firm Remarks: The firm may be considered 

4 14.05CL
Cellquant 360 Probe cleaner 50 ml

May be considered

5 14.03CL Hematology analyser Meril 
Cellquant 360 Rinse 10 ltr

May be considered

6 99.18OL Semi auto analyser AGD 2020 
MICROPROTEINS

May be considered

7 80.14OL semi auto analyser Albumin May be considered
8 80.05OL semi auto analyser Amylase May be considered
9 80.11OL semi auto analyser Calcium May be considered

10 80.08OL semi auto analyser Cholestrol May be considered
11 88.2OL semi auto analyser CK MB May be considered
12 89.15OL semi auto analyser CK Nac May be considered

13 80.16OL semi auto analyser Erba and Chem 
5x Wash

May be considered

14 99.19OL semi auto analyser Erba Chem 5x 
and AGD 2020 NORM

May be considered

semi auto analyser Erba Chem 5x 15 99.2OL semi auto analyser Erba Chem 5x 
and AGD 2020 PATH

May be considered

16 88.22OL semi auto analyser GAMMA G.T. 
Glupa

May be considered

17 80.1OL semi auto analyser HDL Cholestrol May be considered

18 80.06OL semi auto analyser Lipase May be considered
19 80.04OL semi auto analyser T. Bilirubin May be considered
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20 80.13OL semi auto analyser T.Protein May be considered
21 80.02OL semi auto analyser Urea May be considered

8
RAHUL MARKETING 
ASSOCIATES

1 67.07OL
COLORIMETER 5 percentage 
SULPHOSALICYCILICACID

Not submitted valid manufacturing license                                                                     
May be considered after submission of valid manufacturing 
license

May not be considered

2 16.01OL COLORIMETER Drabkins Solution
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

Hematology analyser 3 part 
Not submitted valid manufacturing license                                                              

Firm Remarks: May be considered after submission of valid Medical Device license of M/s Bioles Diagnostics(I) pvt ltd for the items quoted

3 102.01OL
Hematology analyser 3 part 
Benesphera and H 31 Diluent 20Ltr

Not submitted valid manufacturing license                                                              
May be considered after submission of valid manufacturing 
license

May not be considered

4 17.03OL
Newbaur Counting Chamber Platelet 
Diluting fluid

Not submitted valid manufacturing license                                                              
May be considered after submission of valid manufacturing 
license

May not be considered

5 17.02OL
Newbaur Counting 
Chamber/Hemocytometer RBC 
Diluting Fluid

Not submitted valid manufacturing license                                                              
May be considered after submission of valid manufacturing 
license

May not be considered

6 17.01OL
Newbaur Counting 
Chamber/Hemocytometer WBC 
diluting fluid

Not submitted valid manufacturing license                                                              
May be considered after submission of valid manufacturing 
license

May not be considered

7 95.01OL
Sahlis Haemoglobinometer N/10 
HCL

Not submitted manufacturing license                                                                      
May be considered after submission of Manufacturing license

May not be considered

8 80.14OL semi auto analyser Albumin
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered8 80.14OL semi auto analyser Albumin May be considered after submission of Medical Device license
May not be considered

9 80.05OL semi auto analyser Amylase
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

10 80.11OL semi auto analyser Calcium
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered
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11 80.08OL semi auto analyser Cholestrol
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

12 88.2OL semi auto analyser CK MB
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

13 89.15OL semi auto analyser CK Nac
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

14 80.16OL
semi auto analyser Erba and Chem 
5x Wash

Not submitted manufacturing license                                                                      
May be considered after submission of Manufacturing license

May not be considered

15 87.11OL
semi auto analyser Erba and 
Robonik Prietest Touch Plus 3 
percentage sulphosalicylic acid

Not submitted manufacturing license                                                                      
May be considered after submission of Manufacturing license

May not be considered

16 88.22OL
semi auto analyser GAMMA G.T. 
Glupa

Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

17 80.1OL semi auto analyser HDL Cholestrol
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

18 80.15OL
semi auto analyser Hypochlorite 
solution

Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

19 80.06OL semi auto analyser Lipase
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

Submitted license in Form-25 of M/s Bioles Diagnostics                                           
20 80.04OL semi auto analyser T. Bilirubin

Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

21 80.13OL semi auto analyser T.Protein
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

22 80.09OL semi auto analyser TGL
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered
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23 80.02OL semi auto analyser Urea
Submitted license in Form-25 of M/s Bioles Diagnostics                                           
May be considered after submission of Medical Device license

May not be considered

9
SENSA CORE MEDICAL 
INSTRUMENTATION PVT LTD

1 3.01CL
Electrolytes analyser (Sensacore and 
ST 200 Pro) Reagent pack

May be considered

2 5.01CL Electrolytes analyser (Sensacore and 
ST 200 Aqua) Reagent pack

May be considered

Firm Remarks: All the required documents are in order and  are Satisfactory, Hence the firm is considered

10 SHREE AGENCIES

1 49.01CL
Hematology analyser 3 part Shree 
Agensis and Revomax Diluent 20 ltr

Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

2 49.02CL
Hematology analyser 3 part Shree 
Agensis and Revomax Lyse 500 ml

Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

3 49.03CL
Hematology analyser 3 part Shree 
Agensis and Revomax Probe cleaner 
50 ml

Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

4 80.14OL semi auto analyser Albumin
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    

May not be considered

Firm Remarks: The firm may be considered after submission of the manufacturing license &  NCC

4 80.14OL semi auto analyser Albumin
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

5 80.05OL semi auto analyser Amylase
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered
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6 80.11OL semi auto analyser Calcium
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

7 80.08OL semi auto analyser Cholestrol
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

8 88.2OL semi auto analyser CK MB
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

9 89.15OL semi auto analyser CK Nac
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

10 89.2OL semi auto analyser CRP
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

11 88.22OL
semi auto analyser GAMMA G.T. 
Glupa

Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

12 80.1OL semi auto analyser HDL Cholestrol
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

13 80.04OL semi auto analyser T. Bilirubin
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

14 80.13OL semi auto analyser T.Protein
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered
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15 80.09OL semi auto analyser TGL
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

16 80.02OL semi auto analyser Urea
Failed to provide the valid Mfg license with Authorised Signature                                                                                                                                                    
May be considered after submission of valid mfg drug license

May not be considered

11 TRANSASIA BIO-MEDICALS LTD
Firm Remarks: (1) S.No. 4, 17, 19, 26-29, 31-35, 37-39, 40, 44-46, 48, 49, 51, 53, 55-58, 65-69 may be considered                                                                                                                                                               
(2) S.no. 2, 5, 6, 10-12, 15, 16, 23-25, 30, 43, 66, 70 may be considered after submission of wholesale license                                                                                                                                                                                                 
(3) S.No. 1, 3, 7-9, 13, 14, 18, 20, 22, 36, 41, 42, 47, 50, 52, 54, 59, 60, 61-63, 71-95 may be considered after submission of MD-5 product approval

1 92.01CL Coagulation Analyser (Erba and ECL 
760) APTT Reagent

Not submitted product approval/mfg license                                                                      
May be considered after submission of MD-5

May not be considered

2 92.07CL Coagulation Analyser (Erba and ECL 
760) CALCIUM CHLORIDE

MD-15 submiited at pg no:48                                                                                          
May be considered after submission of wholesale license

May not be considered

3 92.06CL Coagulation Analyser (Erba and ECL 
760) CLEAN 1

Not submitted product approval/mfg license                                                                      
May be considered after submission of MD-5

May not be considered

4 92.05CL Coagulation Analyser (Erba and ECL 
760) ELITE H CLEAN

May be considered

5 92.03CL Coagulation Analyser (Erba and ECL 
760) Factor 8 Reagent

MD-15 submiited at pg no:54                                                                                         
May be considered after submission of wholesale license

May not be considered

6 92.04CL Coagulation Analyser (Erba and ECL 
760) Factor 9 Reagent

MD-15 submiited at pg no:55                                                                                         
May be considered after submission of wholesale license

May not be considered

7 92.02CL
Coagulation Analyser (Erba and ECL 
760) PT Reagent (Liquid Stable and 
ISI Value 1.1)

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

(3) S.No. 1, 3, 7-9, 13, 14, 18, 20, 22, 36, 41, 42, 47, 50, 52, 54, 59, 60, 61-63, 71-95 may be considered after submission of MD-5 product approval

ISI Value 1.1)

8 65.02OL Coagulation Analyser Erba ECL 412 
actine

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

9 65.03OL Coagulation Analyser Erba ECL 412 
calcium chloride

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

10 65.08OL Coagulation Analyser Erba ECL 412 
Calibrator D Dimer

MD-15 submitted at pno.50                                                                                                   
May be considered after submission of wholesale license

May not be considered

11 65.04OL Coagulation Analyser Erba ECL 412 
control n

MD-15 submitted at pno.50                                                                                                   
May be considered after submission of wholesale license

May not be considered
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12 65.05OL Coagulation Analyser Erba ECL 412 
control P

MD-15 submitted at pno.50                                                                                                   
May be considered after submission of wholesale license

May not be considered

13 65.01OL
Coagulation Analyser Erba ECL 412 
Protine LS (Liquid Stable and ISI 
Value 1.1)

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

14 65.06OL
Coagulation Analyser Erba ECL 412 
Single Reaction cuvetes 1000 packet

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

15 65.07OL Coagulation Analyser Erba ECL 412 
Thrombin Time

MD-15 submitted at pno.53                                                                                                   
May be considered after submission of wholesale license

May not be considered

16 1.1CL Fully Automated biochemistry MD-15 submitted at pno.38                                                                                                   
May not be considered16 1.1CL

analyser (Erba and XL 640 ) ALP May be considered after submission of wholesale license
May not be considered

17 1.11CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Amylase

MD-5 submitted at p.no.25 May be considered

18 1.27CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Bullet 
vials

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

19 1.22CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Calcium

MD-5 submitted at p.no.15 May be considered

20 1.03CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Creatinine

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

21 1.07CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Direct 
Bilirubin

May be considered

Bilirubin

22 1.28CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ERBA 
Autowash

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

23 1.29CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ERBA 
Autowash AC/AL

MD-15 submitted at pno.43                                                                                                 
May be considered after submission of wholesale license

May not be considered
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24 1.25CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ERBA 
Norm

MD-15 submitted at pno.41                                                                                                 
May be considered after submission of wholesale license

May not be considered

25 1.26CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ERBA 
Path

MD-15 submitted at pno.41                                                                                                 
May be considered after submission of wholesale license

May not be considered

26 1.01CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Glucose

May be considered

27 1.19CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) HbA1C

May be considered
analyser (Erba and XL 640 ) HbA1C

28 1.23CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) LDH

May be considered

29 1.12CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Lipase

May be considered

30 1.2CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Magnesium

MD-15 submitted at pno.40                                                                                                 
May be considered after submission of wholesale license

May not be considered

31 1.21CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Phosphorus

May be considered

32 1.05CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Serum 
Albumin

May be considered

Albumin

33 1.08CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGOT

May be considered

34 1.09CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGPT

May be considered
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35 1.06CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Bilirubin

May be considered

36 1.13CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
cholesterol

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

37 1.04CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Proteins

May be considered

38 1.14CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) May be considered

Trigycerides

39 1.02CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Urea

May be considered

40 1.16CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Uric 
Acid

May be considered

41 1.24CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) XL 
Multical

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

42 10.28CL

Fully Automated biochemistry 
analyser(Erba and XL 1000) 4 
Channel ISE Cleaning Solution 
5421

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

43 10.29CL

Fully Automated biochemistry 
analyser(Erba and XL 1000) 4 MD-15 submitted at pno.58                                                                                                

43 10.29CL analyser(Erba and XL 1000) 4 
Channel ISE MODULE Reagent 
Pack

MD-15 submitted at pno.58                                                                                                
May be considered after submission of wholesale license

May not be considered

44 10.16CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Albumin

May be considered
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45 10.19CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Alkaline Phosphatase

May be considered

46 10.24CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Amylase

May be considered

47 10.01CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Autowash System Pack

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

48 10.14CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) May be considered

Bilirubin Direct

49 10.13CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Bilirubin Total

May be considered

50 10.2CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Calcium (A)

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

51 10.21CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Cholesterol

May be considered

52 10.25CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) CK MB

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

53 10.11CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Creatinine Enzymatic

May be considered

Creatinine Enzymatic

54 10.06CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Glucose 
Hexokinase UV

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

55 10.08CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) HbA1c 
Con H

May be considered
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56 10.09CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) HbA1c 
Con L

May be considered

57 10.23CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) HDL 
Cholesterol with Calibrator

May be considered

58 10.26CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) LDH P

May be considered

59 10.27CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Lipase 

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

XL
May be considered afters submission of MD-5

60 10.02CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Norm

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

61 10.03CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Path

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

62 10.17CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) SGOT 
EL

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

63 10.18CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) SGPT 
EL

Not submitted MD-5                                                                                                              
May be considered afters submission of MD-5

May not be considered

64 10.15CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Total 
Protein

May be considered

Protein

65 10.22CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) 
Triglycerides

May be considered

66 10.1CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Urea

MD-15 submitted at pno.41                                                                                                
May be considered after submission of wholesale license

May not be considered
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67 10.12CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) Uric 
Acid

May be considered

68 10.04CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) XL 
Autowash AC/AL Kit

May be considered

69 10.07CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) XL 
HbA1c with Cali Set

May be considered

70 10.05CL
Fully Automated biochemistry 
analyser(Erba and XL 1000) XL 

MD-15 submitted at pno.41                                                                                                
May be considered after submission of wholesale license

May not be considered

MultiCal
May be considered after submission of wholesale license

71 56.03CL Hematology analyser 3Part Erba 
H360 Cleaner 50 ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

72 56.02CL Hematology analyser 3Part Erba 
H360 Diluent 20 ltr

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

73 56.01CL Hematology analyser 3Part Erba 
H360 Lyse 500 ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

74 43.05CL
Hematology analyser 5 Part Erba 
Elite H 580 ELITE H 580 CLEANER 
1*50ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

75 43.01CL
Hematology analyser 5 Part Erba 
Elite H 580 ELITE H 580 Diluent 20 
ltr

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

76 43.02CL
Hematology analyser 5 Part Erba 
Elite H 580 ELITE H 580 LYSE 1 
1*500ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

1*500ml

77 43.03CL
Hematology analyser 5 Part Erba 
Elite H 580 ELITE H 580 LYSE 2 
1*500ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

78 43.04CL
Hematology analyser 5 Part Erba 
Elite H 580 ELITE H 580 LYSE 3 
1*1000ml

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered
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79 80.14OL semi auto analyser Albumin
Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

80 80.05OL semi auto analyser Amylase
Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

81 80.11OL semi auto analyser Calcium
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

82 80.08OL semi auto analyser Cholestrol
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

83 88.2OL semi auto analyser CK MB
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

84 89.15OL semi auto analyser CK Nac
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered
May be considered after submission of product approval

85 89.2OL semi auto analyser CRP
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

86 80.16OL semi auto analyser Erba and Chem 
5x Wash

Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

87 89.19OL Semi auto analyser ERBA Chem 7 
QC

Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

88 88.22OL semi auto analyser GAMMA G.T. 
Glupa

Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

89 80.1OL semi auto analyser HDL Cholestrol
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

90 80.06OL semi auto analyser Lipase
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

91 80.04OL semi auto analyser T. Bilirubin
Not submitted product approval/mfg license                                                                      
May be considered after submission of product approval

May not be considered

92 80.13OL semi auto analyser T.Protein
Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered92 80.13OL semi auto analyser T.Protein May be considered after submission of Mfg license

93 80.09OL semi auto analyser TGL
Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

94 80.02OL semi auto analyser Urea
Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered

95 61.01CL
Urine Analyser (Erba and Laura 
Smart ) Dekasphan laura Strips(10 
Para meters)

Not submitted product approval/mfg license                                                                      
May be considered after submission of Mfg license

May not be considered
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12
Unifranco Life Sciences Private 
Limited

1 1.1CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) ALP

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

2 1.11CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Amylase

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 

May not be considered

Firm Remarks: (1) Item 6.02CL may be considered, if specification matched and submission of NCC                                                                                                                                                 
(2) Item 6.19CL may be considered after submission of product license and NCC                                                                                                                                                                   
(3) Remaining 43 products may be considered after submission of NCC of M/s Proton Biologicals India pvt ltd

Amylase
May be considered after submission of NCC for M/s Proton 
Biologicals

3 1.22CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Calcium

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

4 1.17CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Choline 
esterase

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

5 1.03CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Creatinine

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

6 1.07CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Direct 
Bilirubin

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered
Bilirubin Biologicals

7 1.01CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Glucose

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered
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8 1.23CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) LDH

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

9 1.12CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Lipase

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

10 1.2CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Magnesium

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered
Magnesium Biologicals

11 1.21CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Phosphorus

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

12 1.05CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Serum 
Albumin

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

13 1.08CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGOT

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

14 1.09CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) SGPT

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

Biologicals

15 1.06CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Bilirubin

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

16 1.13CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
cholesterol

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered
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17 1.04CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Total 
Proteins

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

18 1.14CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) 
Trigycerides

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

19 1.02CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Urea

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

Biologicals

20 1.16CL
Fully Automated biochemistry 
analyser (Erba and XL 640 ) Uric 
Acid

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

21 6.01CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Albumin

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

22 6.22CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALP

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

23 6.23CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 ALT

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

Biologicals

24 6.24CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Amylase

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered

25 6.25CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 AST

Submitted Manufacturing license bearing No: 
Mfg/IVD/2019/000030 of M/s Proton Biologicals                                                                  
May be considered after submission of NCC for M/s Proton 
Biologicals

May not be considered
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26 6.02CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Bicarbonate

Submitted Manufacturing license for Corbondioxide estimction                                                                                                                                        
May be considered if specification sound reginfactory after 
submission of NCC of M/s Proton

May not be considered

27 6.05CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Calcium Arsenazo,

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

28 6.06CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Cholesterol

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered
AU480 Cholesterol

29 6.26CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Cholinesterase

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

30 6.27CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 CK (NAC)

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

31 6.28CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 CK MB

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

32 6.07CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Creatinine

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

33 6.03CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Direct Bilirubin

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

34 6.08CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Glucose

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered
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35 6.09CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 HDL Cholesterol

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

36 6.16CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Inorganic Phosphorous

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

37 6.12CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 LDL Cholesterol

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered
AU480 LDL Cholesterol

38 6.31CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Lipase,

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

39 6.13CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Magnesium

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

40 6.04CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Bilirubin

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

41 6.17CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Total Protein

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

42 6.18CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Triglyceride

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

43 6.19CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 UIBC

Not submitted product license for UIBC                                                                                     
May be considered afte submission of Product license and NCC of 
M/s Proton Biologicals

May not be considered
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44 6.2CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Urea

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

45 6.21CL
Fully Automated biochemistry 
analyser Becman Coulter and 
AU480 Uric Acid

Submitted Manufacturng license of M/s Proton Biologicals pvt ltd                                                                                                                                                         
May be considered afte submission of NCC for M/s Proton 
Bologicals 

May not be considered

13
VENKATA SANJEEVANI 

Firm Remarks: Firm may be considered                                                                                                                                                                                                                                                                   
(1) Products at S.No. 1-6, 11, 16, 24-26, 29, 31, 40-41, 45 may be considered after submission of product approval, NCC and ISO certificate of manufacturer.                                                                                                                                                                                                                                                                                                        
(2) Products at S.No. 7-10, 12-15, 17-23, 27-28, 30, 43-44 & 46 may be considered after submission of NCC of manufacturer                                                                                                   13

VENKATA SANJEEVANI 
MEDICAL AGENCIES

1 74.03CL
CLIA (Vector Biotek and Unicorn 
Prima 0 NT PRO BNP

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered

2 74.01CL
CLIA (Vector Biotek and Unicorn 
Prima 0 UNICORN PRIMA T3

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered

3 74.02CL
CLIA (Vector Biotek and Unicorn 
Prima 0 UNICORN PRIMA TSH

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered

4 74.04CL
CLIA (Vector Biotek and Unicorn 
Prima 0 VITAMIN D

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered

Not submitted product approval                                                                                 

(2) Products at S.No. 7-10, 12-15, 17-23, 27-28, 30, 43-44 & 46 may be considered after submission of NCC of manufacturer                                                                                                   
(3) Products at S.No. 32-35 may be considered after submission of NCC and ISO certificate of manufacturer.                                                                                                                     
(4) Products at S.No. 36-39, 42 and 47-52 may be considered after submission of product approval

5 16.01OL COLORIMETER Drabkins Solution
Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered

6 73.13CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
ALBUMIN

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate

May not be considered
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7 73.08CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
ALKALINE PHOSPATE

Submitted manufacturing license of M/s Beacon Diagnostics in 
Form MD-5 dt:21/01/2020                                                                                                   
May be considered after submission of NCC of manufacturing 
company

May not be considered

8 73.05CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
BILRUBIN DIRECT

Submitted manufacturing license of M/s Beacon Diagnostics in 
Form MD-5 dt:03/03/2021                                                                                                   
May be considered after submission of NCC of manufacturing 
company

May not be considered

9 73.04CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
BILRUBIN TOTAL

Submitted manufacturing license of M/s Beacon Diagnostics in 
Form MD-5 dt:03/03/2021                                                                                                   
May be considered after submission of NCC of manufacturing 
company

May not be considered
BILRUBIN TOTAL company

10 73.1CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
CHOLESTROL

Submitted manufacturing license of M/s Beacon Diagnostics in 
Form MD-5 dt:21/01/2020                                                                                                   
May be considered after submission of NCC of manufacturing 
company

May not be considered

11 73.16CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
CONTROL PATH

Not submitted product approval                                                                                 
May be considered after submission of product approval, NCC and 
ISO Certificate of manufacturer

May not be considered

12 73.02CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
CREATININE

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5                                                                                                  
May be considered after submission of NCC of manufacturer

May not be considered

13 73.01CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
GLUCOSE SYSTEM PACK

Submitted manufacturing license of M/s Beacon Diagnostics in 
Form MD-5 dt:21/01/2020   for the product Glucose Test Kit                                                                                                                                      
May be considered if the product licensed is same as required by 
APMSIDC, Decission DME/MD, APMSIDC

May not be considered

14 73.14CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
HbA1C

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2020                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

15 73.15CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
LDH

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2020                                                                     
May be considered after submission of NCC of manufacturer

May not be considered
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16 73.17CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
MULTI CALIBRATOR

Not submitted product approval                                                                          
May be considered after submission of product approval NCC and 
ISO certifcate of manufacturer

May not be considered

17 73.09CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
PROTEIN KIT

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2020                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

18 73.06CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
SGOT

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2023                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

19 73.07CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
SGPT

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2023                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

20 73.11CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
TRIGLYCERIDES

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2023                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

21 73.03CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
UREA

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2023                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

22 73.12CL
Fully Automated Biochemistry 
analyser ( Beacon and B Auto 2000) 
URIC ACID

Submitted Manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:21/01/2023                                                                     
May be considered after submission of NCC of manufacturer

May not be considered

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
23 103.01OL

Hematology analyser 3 part Mindray 
and BC 20s/BC 20 Diluent 20Ltr

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:16/06/2020                                                                  
May be considered after submission of NCC of manufacturer

May not be considered

24 103.04OL
Hematology analyser 3 part Mindray 
and BC 20s/BC 20 EZ 50ml

Not submitted product approval                                                                       
May be considered after submission of product approval, ISO 
certificate and NCC of manufacturer

May not be considered
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25 103.03OL
Hematology analyser 3 part Mindray 
and BC 20s/BC 20 Lyse 500 ml

Not submitted product approval                                                                       
May be considered after submission of product approval, ISO 
certificate and NCC of manufacturer

May not be considered

26 103.05OL
Hematology analyser 3 part Mindray 
and BC 20s/BC 20 Probe cleaner 50 
ml

Not submitted product approval                                                                       
May be considered after submission of product approval, ISO 
certificate and NCC of manufacturer

May not be considered

27 104.02OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Cleaner 50 ml

Submitted license of M/s Beacon Diagnostics pvt ltd in Form MD-5 
dt:16/06/2020                                                                                               
May be considered after submission of NCC of manufacturer

May not be considered

Hematology analyser 3 part Mindray Submitted manufacturing license of M/s Beacon Diagnostics pvt 
28 104.01OL

Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Diluent 20Ltr

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:03/03/2021                                                                         
May be considered after submission of NCC of manufacturer

May not be considered

29 104.04OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 EZ 50ml

Not submitted product approval                                                                                                     
May be considered after submission of product approval, NCC and 
ISO certificates

May not be considered

30 104.03OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Lyse 500 ml

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
ltd in Form MD-5 dt:03/03/2021                                                                         
May be considered after submission of NCC of manufacturer

May not be considered

31 104.05OL
Hematology analyser 3 part Mindray 
and BC 3000 Plus/BC 3200/BC 
2800 Probe cleaner 50 ml

Not submitted product approval                                                                                     
May be considered after submisison of product approval, NCC and 
ISO certificate of manufacturer

May not be considered

32 105.02OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) Diff 

Submitted MD-5 license of M/s Bio Geny Diagnostics pvt ltd 
dt:07/09/2020                                                                                                                 
May be considered after submisison of product approval, NCC and 

May not be considered32 105.02OL (Mindray BC 5150/Aspen 5000) Diff 
lyse 500 ml

May be considered after submisison of product approval, NCC and 
ISO certificate of manufacturer                                          

May not be considered

33 105.01OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) 
Diluent 20Ltr

Submitted MD-5 license of M/s Bio Geny Diagnostics pvt ltd 
dt:07/09/2020                                                                                                                 
May be considered after submisison of product approval, NCC and 
ISO certificate of manufacturer                                          

May not be considered
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34 105.03OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) LH 
lyse 100 ml

Submitted MD-5 license of M/s Bio Geny Diagnostics pvt ltd 
dt:07/09/2020                                                                                                                 
May be considered after submisison of product approval, NCC and 
ISO certificate of manufacturer                                          

May not be considered

35 105.04OL
Hematology analyser 5 part 
(Mindray BC 5150/Aspen 5000) 
Probe cleaner 50 ml

Submitted MD-5 license of M/s Bio Geny Diagnostics pvt ltd 
dt:07/09/2020                                                                                                                 
May be considered after submisison of product approval, NCC and 
ISO certificate of manufacturer                                          

May not be considered

36 80.14OL semi auto analyser Albumin
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

Not submitted product approval, Submitted NCC dt:10/08/2022 of 
37 80.05OL semi auto analyser Amylase

Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

38 80.11OL semi auto analyser Calcium
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

39 80.08OL semi auto analyser Cholestrol
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

40 88.2OL semi auto analyser CK MB
Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of mfg

May not be considered

41 89.15OL semi auto analyser CK Nac
Not submitted product approval                                                                             
May be considered after submission of product approval NCC and 
ISO certificate of mfg

May not be considered

42 89.2OL semi auto analyser CRP
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        May not be considered42 89.2OL semi auto analyser CRP M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

43 99.19OL
semi auto analyser Erba Chem 5x 
and AGD 2020 NORM

Submitted Mfg license of M/s Beacon Diagnostics pvt ltd in Form 
MD-5 dt:16/06/2020                                                                                      
May be considered after submission of NCC of manufacturer

May not be considered
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44 99.2OL
semi auto analyser Erba Chem 5x 
and AGD 2020 PATH

Submitted manufacturing license of M/s Beacon Diagnostics pvt 
ltd in From MD-5 dt:16/06/2020                                                                    
May be considered after submission of NCC of manufacturer             

May not be considered

45 89.19OL
Semi auto analyser ERBA Chem 7 
QC

Not submitted product approval                                                                                                     
May be considered after submission of product approval, NCC and 
ISO certificates

May not be considered

46 88.22OL
semi auto analyser GAMMA G.T. 
Glupa

Submitted Mfg license of M/s Beacon Diagnostics pvt ltd in Form 
MD-5 dt:16/06/2020                                                                                      
May be considered after submission of NCC of manufacturer

May not be considered

Not submitted manufacturing license, Submitted NCC 
47 80.1OL semi auto analyser HDL Cholestrol

Not submitted manufacturing license, Submitted NCC 
dt:10/08/2022 of M/s Beacon Diagnostics pvt ltd                                                                      
May be considered after submission of product approval

May not be considered

48 80.06OL semi auto analyser Lipase
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

49 80.04OL semi auto analyser T. Bilirubin
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

50 80.13OL semi auto analyser T.Protein
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

51 80.09OL semi auto analyser TGL
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

52 80.02OL semi auto analyser Urea
Not submitted product approval, Submitted NCC dt:10/08/2022 of 
M/s Beacon Diagnostics pvt ltd                                                        May not be considered52 80.02OL semi auto analyser Urea M/s Beacon Diagnostics pvt ltd                                                        
May be considered after submission of product approval

May not be considered

Note: All the bidders are here by requested to verify the Provisional Technical Evaluation Report and submit their supporting documents on or before
03.00.PM on 04.05.2023 to the email id: tenders.apmsidc@gmail.com with Subject : Reply to T No 150-1 (REAGENTS) TEC Report
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